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INTRODUCTION

The overall goal of this multi-year research project in collaboration with the Walter Reed
Army Medical Center is to develop the necessary technology to make the Roberts
Proton Therapy Center in Philadelphia the most advanced proton radiotherapy center.
Award # W81XWH-07-2-0121 comprises phases 4 and 5 of this endeavor and consists
of the following projects:

Phase 4

A. Positron Emission Tomography (PET) of proton beams to verify dose
deposition
1. PET Detector Development: Design a PET scanner optimized for the
application of verifying the dose distribution deposited by proton therapy
beams. This includes detector selection, electronic and mechanical
engineering, data acquisition, and reconstruction software.

2. Cross-section measurements: Measure positron-emitting isotope
production from the primary elements found in tissue and compare to
the GEANT4 Monte Carlo simulation program.

3. Determination of elemental composition: The verification of the dose
distribution cannot be done directly because the production of isotopes
is not easily related to the dose deposited. Instead a Monte Carlo
simulation program is used to calculate both dose deposited and
isotopes produced and the latter is compared to the measured value. It
is critical that the correct elemental composition be used in the
simulation for this comparison to work. We are investigating how
additional imaging methods, such as dual-energy CT, can help
determine the composition.

B. Radiobiology and microdosimetry of proton beams

1. Radiobiology studies in the proton beam: Develop techniques to
measure the radiobiological effectiveness of the proton beam.

2. Microdosimetry studies in the proton beam: Build proportional chambers
to measure the linear energy transfer in a proton therapy field.

Phase 5
A. Apply state-of-the-art localization methods, including cone-beam CT
and
B. implanted radiofrequency beacons, currently used in conventional
radiotherapy to proton radiotherapy.

C. Develop a computer program to maximize the efficiency of the proton
facility.



BODY

Tissue Heterogeneity

INTRODUCTION:

Megavoltage protons can deliver radiation therapy with great spatial precision. However,
planning the radiation dose depends on knowing the electronic density of the materials
(Schneider et al 1996, Schaffner et al.1998, Moyers et al. 2010) exposed to radiation as well as
being able to accurately treatment plan based on measuring a variety of materials (Pflugfelder
et al. 2007, Szymanowski et al. 2002), Sawakuchi et al. 2008). Actual empirical testing has
mostly been limited despite a number of issues regarding tissue heterogeneity and proton
treatment plan. Specifically, the distal edge of the Bragg peak (Chevstov et al. 2010) can be
affected by inability to account for tissue heterogeneities. In addition, the Linear Energy Transfer
(LET) due to protons depositing energy within heterogeneous materials has been confined to
Monte Carlo calculation without experimental verification. This research effort compares the
measured and expected doses over areas using radiochromic film. The technology developed
by this research is leveraged for measuring radiation dose and LET within heterogeneous
materials within a phantom. These measured doses will be compared to the dose distribution
from the x-ray and proton treatment planner. The LET distribution within heterogeneous
materials will be compared to Monte Carlo calculations.

1. Experimental exposure of heterogeneous phantom to protons

A phantom was constructed to examine the dose distribution of protons in heterogeneous
materials. Specifically acrylic plates were drilled and delrin (to simulate bone) and cork (to
simulate lung) plugs and unplugged (air cavity) were press fitted into the acrylic (see below).
The goals were to experimentally test the predicted and distal edges for proton beams
bombarding heterogeneous materials and also examine the predicted and measured LET
distributions within heterogeneous materials. Anthropomorphic material phantoms have been
built and tested for proton therapy (Grant et al. 2009) and found shifts in Bragg peaks and small
differences in proton stopping power.

Delrin Cork Air
5



Proton treatment plans were remotely planned from Walter Reed that deposited the Bragg
peaks beyond inserted materials (to test position of distal edge)and also deposited the beams
within the heterogeneous materials (to test LET within the materials). Examples of plans for
protons exposing Delrin for both long and short range are shown below.

Delrin Long Range (Bragg Peak beyond Delrin plug) Delrin Short Range (Bragg peak inside plug)

Note the Bragg peaks but also the bowing and distortion at the end of the proton range that
shortens the distal edge distance. In the case of cork and air, the bowing will be displaced in the
opposite direction toward a longer proton range. Similar plans were generated for cork, air gap
and pure acrylic.

The University of Pennsylvania Proton Pencil Beam exposed the radiochromic film sandwiched
between slabs of the heterogeneous phantom. The radiocrhomic film darkening was converted
to dose using the procedures outlined previously.

Cork Long Range (Bragg Peak beyond Delrin plug) Cork Short Range (Bragg peak inside plug)

Radiochromic film was exposed to protons imposing on the cork, delrin, air plugs. The measure
dose distribution and treatment plans will be compared at the pixel level as described earlier.
The LET from MC calculations (from U of Pennsylvania) will also be generated and compared to
the measured dose distribution, as described earlier.

2. CT Hounsfield distribution from inorganic materials and its affect on proton plans and
measurements,

Proton telemedicine has not addressed the issue of compatible CT scanners for patients
scanned at one institution but treated elsewhere. Compatible scanners will eliminate the need to
scan the patient multiple times and reduce the patient’'s radiation exposure. Proton treatment
planning requires correctly associating CT Hounsfield numbers with proton stopping power. A
general procedure was developed by Schneider (Schneider et al 1996, Schaffner et al 1998,
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Moyers et al. 2010) to calibrate CT imagers for proton treatment planning systems. It was noted
by Schneider and verified by others that an appropriate look up table for synthetic materials
(such as acrylic, delrin, cork) differs from tissues. The phantoms described above an exposed to
protons are synthetic. So an appropriate look up table may need to be generated.

In addition, remote proton plans generated at Walter Reed used Walter Reed CT scans, not
those from University of Pennsylvania. Currently the University of Pennsylvania treatment
planning system uses the calibration taken from University of Pennsylvania CT scanners. To
help evaluate the possible differences in look up tables, the Walter Reed CT scanner imaged a
set of standard phantoms with plugs having known compositions using a common procedure
(i.e. 120 keV energy used for U of Pennsylvania and Walter Reed). The average CT number
within each plug (with known composition) was determined using the CT images. These plugs
have a well defined density, average electronic number, parameters that govern the x-ray
scattering from Compton scattering, photoelectric effect, and coherent scattering within the CT
scanner. From numerical fitting, it is found that the A, B, C parameters (associated with
photoelectric effect, coherent scattering, and Compton Scattering are:

A(WR) =0.000281 +/- 0.000974 VS A(Penn)=0.00034 +/- 0.0016
B(WR)=3.96 +/- 0.199 VS. B(Penn)=3.84 +/- 0.21
C(WR)=859.3 +/- 5.09 VS. C(Penn)=862.5 +/- 5.09

These parameters can be applied to tissues with known compositions to generate a calculated
CT Hounsfield numbers. In turn, the relative proton stopping power for a given proton energy
can be computed using the Bethe-Bloch equation for each of these materials and the average
ionization energies. The Walter Reed and University of Pennsylvania look up tables Proton
stopping power (at 115 MeV) and CT Hounsfield numbers) are compared below (at various
degrees of magnification).
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The agreement is so close between Walter Reed and Penn that it is difficult to discern a
difference based on observing the graphs, even after magnifying the graphs. Small differences
may be anticipated because the fitted parameters agree with each within the error bars.

Such a calculation will hopefully avoid the need for multiple CT scans of the patient (at Walter
Reed and University of Pennsylvania). In addition, the machinery and analysis will be applied to
synthetic materials and help validate the treatment planning procedure for these useful
materials.



Linear Energy Transfer

INTRODUCTION:

Effective treatment of tumors depends on preferentially delivering radiation to the targets and
minimizing the dose to sensitive organs. Due to the Bragg peak (Bragg 1904), high energy
(mega electron volts) protons more selectively deliver maximal doses into desired areas with
reduced radiation at the distal and proximal regions relative to photons. The high dose regions
are attributed to protons slowing down near the end of the range. These slowing protons deliver
doses within a short distance that yield a high Linear Energy Transfer (LET). The high rate of
energy deposition within short distances has been correlated with high biological lethality
(Paganetti 2003, Grassberger et al 2011a, Grassberger et al 2011b). Until recently, direct
measurement of LET is accomplished only using point dosimeters through specially designed
and configured ionization chambers. Specifically, current techniques measure LET use tissue-
equivalent proportional counters (Kohno et al 2000), solid-state spectrometers (Borak et al
2004)), and other methods (Sawakuchi et al 2010, Spurny et al. 2004). Preliminary proof of
principle studies (Gustavsson et al. 2004, Lopatiuk-Tirpak et al. 2012) used a BANG gel to
explore the possibility of measuring LET over extended volumes. This study has developed a
method to measure the LET deposited by a proton beam over extended areas using a film
dosimeter (radiochromic Gafchromic EBT2 film). Although the radiochromic film is equally
sensitive to most kinds of radiation, this film sensitivity is diminished for radiation having large
LET (Vanitsky 1997, Zhao et al. 2010, Arjomandy et al. 2012, Suchowerska et al. 2001).

BODY:
Background:

Radiochromic film EBT2 (ISP) (Figure 1) is composed of a single sensitive polymer layer (28
microns) sandwiched between protective sheets. The radiochromic film is essentially a two-
dimensional detector. lonizing radiation initiates polymerization within the sensitive layer and
promotes film darkening. The film is scanned, digitized and the darkening correlated with dose.
The sensitive layer is sufficiently thin to miss capturing all the desired particles. High LET
radiation with limited range may result in under detection of dose. Specifically, if a proton
reaches the end of its range within the supporting materials instead of depositing its dose (and
ionizing the polymer), results in undetected dose.



Polvester Laminate 50
Schematic showing supporting and Adhesive | aver 25 microns
detection layers for EBT2 _> Active | aver 28 +/- 3 microns
radiochromic film Polyester Base 175 microns
>0 > @ Detected Dose

ﬁ \/ JollVe) @ UnDetected, Missed Dose
\M (Quenching)

Figure 1 Schematic depicting high LET particles and reduced detected dose due to
guenching effect.

Radiochromic film suffers from the “quenching” effect for high LET radiation. The quenching is
observed especially when the radiation is directed parallel to the film. This phenomenon has
been observed a number of times but has rarely been analyzed or discussed in detail. More
importantly, it has only treated as a nuisance, rather than exploited for use as an areal detector
for LET. Kirby (Kirby et al. 2010) examined the quenching problem by generating Monte Carlo
simulations for radiochromic films containing two sensitive layers, not one as in this study. Kirby
computed radiochromic film quality factors and found the relative proton stopping powers for
protons exceeding 1 MeV was constant but varied substantially for lower energies, especially for
protons nearing the end of their range. However, Kirby asserted that the quenching effect is due
to differences in ionization. Kirby’'s relative effective (RE) factor may be consistent with
depending on proton loss between the sensitive layers (see discussion).

To quantitatively account for the quenching effect, the sensitivity of radiochromic film is related
to the number (or probability) of detected hits Specifically, the Poisson probability P(n,s) of a film
with thickness s receives n hits (or ionizing events) from a proton with energy E, and LET is:

P(n.5) = exp(-2) )
Where
E
A= >
{LEI'S} @

It is hypothesized that the relative sensitivity (RS) of the radiochromic film depends on suffering
at least one (and possibly more) hits within the film of thickness s

RS = i P(n,s) = i P(n,s)-P(N=0,5)=1-¢"*~ 4 (1<<1) 3)

n=0



Photons have large energy (MeV) and low LET (0.5 KeV/micron) resulting in large distances
between interactions (2000 microns >> 28 microns for film thickness). Therefore O is large (70)
and implies a large sensitivity RS for x-rays using film (RS=1, Equation 3).

For protons near the end of its range or end of the Bragg peak, the story is different. At the end
of the range, a typical proton energy is around 100 KeV, LET is higher (10 keV/micron) and the
interaction length | is roughly 10 microns, smaller than the 28 microns and therefore [0~0.30,
and RS is 0.74 (Equation 3), similar to the findings in this work and Kirby (Kirby et al. 2010). In
contrast, extrapolating from Vynckier (Vynckier et al 1994), the radiochromic sensitivity RS falls
precipitously with high LET (LET>>1) and g~40.

E 1 d q 1 g
= ~ =~ * 4
LET LET {LET -1} {LET} @

To highlight the effects of LET, the relative difference (r) of the calculated Treatment Planning
Dose (D+ps) to the dose measured from the radiochromic media (Dgc)

— DTPSp(DTPS _DRC) ociz LET
(Dips )" RS E/s

and Dqpsp, is a normalizer, (~200 cGy in this study). The experimental difference in the
treatment planning dose and the measured dose (D+ps-Drc) is due to the high LET for protons.
The residual proton energy E deposited within the thin film occurs at the end of the range and
needs to be compensated and is very crudely accounted for i.e.

E _
— < DT;S (6)

S

The protons continuously slow at the end of their range (Vynkier et al. 1994) but are not directly
accounted for in this analysis. It is hypothesized that the LET is related to a Scaled, Normalized
Difference (SND) metric

p+l1 _
LET o« SND = DTPS (DTPS DRC) (7)

p+2
TPS,0

(A<<1) %)

The SND is computed (p=0 and separately for p=1) using the registered treatment planning and
measured doses at every pixel. This processed quantity SND (Equation 7) is studied to see if it
is correlated with LET over a large dynamic range of SND values.

Methods (Overall):

Figure 2 summarizes the workflow. These ideas were tested using pencil beam dedicated
nozzle located in the Roberts Proton Therapy Center. A mono-energetic proton pencil beam
was directed parallel to radiochromic film sandwiched between solid water slabs. Varian
ECLIPSE (EC) Treatment planning system calculated the proton dose deposition within solid
water phantom. The darkening due to the proton radiation was converted to dose and the films
were scanned with reflective scanner (CanoScan LIDE 700F) using calibration films (Mayer et
al. 1994, Mayer et al. 1995). To autonomously handle media imperfections and scanner
illumination inhomogeneity, Mayer (Mayer et al. 2012) and Micke (Micke et al. 2011) conceived
and tested a multichannel optimization approach and found significant improvements relative to
employing a single red channel. The multichannel approach uses all three channels (red, green,
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blue) to extract a single dose for each pixel. The experimentally determined dose distribution
image was spatially registered to the planned image using fiducial marks delineated using
Teflon markers displayed in the CT image and “tattoos marked on the radiochromic film. The
SND of the spatially registered images of the absolute planned dose and the detected dose
correlated with the local LET. To validate this approach, Monte Carlo simulations were
generated to emulate the experimental situation. The proton plan and radiochromic film using
protons with a range of 20 cm and narrow and SOPB Bragg peak was used to generated
polynomial fits corrections for all the other films with nominal proton ranges of 12.5, 15, and 20
cm. A central region was summed for the registered ECLIPSE treatment plan distribution and
radiochromic film in the vertical direction to generate dose profiles. A polynomial fit (of varying
degrees) was applied to the SND profiles and the Penn LET plan profile using the proton with
20 cm range. The parameters derived from the 20 cm range were then applied to the other files.
Comparative LET profiles of the SND of the ECLIPSE plan with the experimental dose
distribution with the Monte Carlo LET simulations. Gamma analysis (Low et al. 1998, Depuyt et
al. 2002, Zeidan et al. 2006) was computed for the registered experimental and Monte Carlo
simulations, albeit with a wider LET acceptance (25% of the MC LET, 3 mm. for two spatial
dimensions)

“Average” l

Profile of
Dose for | > ECLIPSE (EC)

Bragg Peak and
Range Radiochromic

— (RC) Film
B S

SND
computed
using EC and

RC Profiles
20 cm
OnIy Apply 20 cm
20 cm 20 cm polynomial fits to
- Only only |snD
- ‘ (ECLIPSE/Radiochr
omic) Film

Area

defined by |:>

= g
Distribution

Figure 2. Schematic showing the processes used to generate SND from registered TPS
dose, measured radiochromic film, corrections to film and comparison to MC LET.

The proton plan (Figure 3) was remotely generated using the ECLIPSE treatment planning
system located at the University of Pennsylvania. and CTs of the phantom were scanned at
Walter Reed National Military Medical Center. The distribution shows the familiar Bragg peak.
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Protons collide with solid water from the top. Radiochromic film is sandwiched between slices of
solid water protons mostly traverse parallel to film surface. Radiochromic grey levels are
processed using multichannel optimization and registered

Proton Exposed,

Radiochromic film, ECLIPSE Plan

20 cm range

Radiochromic Film SND, p=0
(Multichannel Optimized)  (ECLIPSE/Radiochromic)

Figure 3: a) Unprocessed, exposed radiochromic film, b) TPS dose, ¢) multichannel
optimized dose from film, and d) SND (p=0).

to the ECLIPSE calculation. The SNDs (Equation 7) of the doses from the ECLIPSE treatment
plan and measured radiochromic film were computed and also shown (Figure 3d).

Proton distribution (Figures 3 a,b,c and
4) shows the familiar Bragg peak for
protons bombarding a solid water
phantom. The deeper the proton
penetration, the larger the discrepancy
between ECLIPSE calculation and the
dose measured with film. The film is less
sensitive to areas receiving high LET
radiation relative to low LET. This
disparity is highlighted in Figure 4 by
comparing SND (p=0, multiplied 500
times) to ECLIPSE and Radiochromic
film dose profiles and strongly
resembles the MC LET profile (see
below). Note the SND peak, similar to
the peak LET, is shifted distally relative
to the Bragg peak.

Monte Carlo Calculation

A Monte Carlo simulation (Figure 5a)
was computed with OpenRT, an in-
house simulation package based on
Geant4. 570, 000 primary protons per
spot were used at 92 different spots,
which results in 52 million primaries.
All particles were permitted down to
zero velocity except for gammas and
electrons, for which the transport
threshold was set at 100 um. The
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Figure 4. Dose profiles for proton range of 20 cm
from TPS, Multichannel optimized dose from
radiochromic film, SND for p=0

a LET Monte Carlo b Masked LET Monte
* Computation * Carlo Computation

Figure 5. a) Image of LET distribution generated by
Mbpte Carlo calculation for protons having 20 cm range
b) Masked LET to onlv include areas that aet > 70cGv



simulation took 350 processor hours split on 12 processors with 2.6 GHz with 4 Gb RAM each.

Figure 5a shows the LET distribution for protons bombarding solid water from the top. The
central region is relatively flat corresponding to high energy protons. Near the end of the Bragg
peak, the protons slow down considerably depositing energy over short distances resulting in
high LET. Outside the field, the fluence is low, but the low energy protons deposit high LET
radiation. This study does not examine these high LET protons due to low signal to noise for the
radiochromic film. Figure 5b shows a masked region that delineates the actual area of study and
only includes areas that exceed 70 cGy. Visually, the measured SND (Figure 5b) resembles the
calculated LET (Figure 3d.).

LET and SND Metric, p=0

14 -
This study assumed that the detection sensitivity .
only depended on LET variations and hence 121 .. I
only on depth inside the material. A key issue is < 10- /_{5?”'/
to find the relationship between the SND and S ol o
the LET profile generated by the Monte Carlo % f
distribution. Figure 6 directly shows that SND < 64 P
and MC LET are correlated and the curves from by 4. ;,é"’p —»—LET, Range=12.5 cm
all proton ranges almost overlap with each Q /:s —e— LET, Range=15 cm
other. 21

0 T T T T T 1
This correction is applied to all SND images and 6001 02 03 04 05
gamma analysis of the deviations of the SND Metric, p=0
corrected SND and the MC LET is computed. Figure 6. The LET and SND (p=0)

relationships are shown for protons ranges,
12.5, 15, and 20 cm

Results:
Profiles for protons with ranges of 20, 12.5, 15 cm for MC LET as well as polynomial fit using 3,
4, 5 degrees are shown in the Figure 7 a, b, c respectively. The polynomial fits (with varying
degrees) were generated from the averaged (in the horizontal direction) SND and LET profiles
for protons having 20 cm range. The coefficients from the fits are then applied to the processed
(SND) radiochromic film image

a.

124

i
o
I

LET (kev/micron)

©
1

—=—SND, p=0
—e—MC LET, Range 20 cm

—v— Corrected, 4 degrees, p=0

:"/
—,

TR0 0 gngica e,

N =2

PPN

o
|

T T T
2 4 6 8

Distance (cm)

T T T T T T T
10 12 14 16 18 20 22

b.

14

124

i
© o

LET (kev/micron)

LET and Polymial Corrections, Proton Range 12.5 cm

—=— LET, Range=12.5cm

{ —e— Corrected, 3 deg, p=0, Range=12.5 cm

| —v—Corrected, 5 deg, p=0, Range=12.5 cm

4
{

x

— .

C.

LET and Polymial Corrections, Proton Range 15 cm

e
)

| —=—LET,Range 15¢cm
—e—Corrected 3 deg, p=0, Range=15 cm

=
o

1 —v—Corrected 5 deg, p=0, Range=15 cm

LET (kev/micron)
®

T T T T T T J
4 6 8 10 12 14 16 18

2 6 8 10 12

Distance (cm)

14 !
Distance (cm)

Figure 7. Summed profiles along beam direction (vertical, y direction in figures). Data shows profiles for Monte
Carlo LET and corrections to SND (p=0) using 3, 4, 5 degrees in polynomial fits. a). Figure for proton range of 20 cm
b) Profiles and corrections for proton range of 12.5 cm using parameters from proton range of 20 cm, Figure a. c)
Profiles and corrections for proton range of 15 cm using parameters from proton range of 20 cm, Figure a
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The gamma criterion is given by 3 mm in horizontal, vertical directions and 25 % of Monte Carlo
LET. Analysis was computed for the area (purple) of doses between 70 cGy and 200 cGy from
the ECLIPSE calculation. The discrepancies as measured by gamma analysis between the
corrected radiochromic film and Monte Carlo LET were of 6.65 % for protons having a range of
20 cm with a narrow Bragg peak (Figure 8) for 5 degrees of freedom in the polynomial fit and
used the SND having p=0. The most significant and largest differences in LET distribution
generated by the Monte Carlo calculation relative to the corrected radiochromic film appear at
the proximal edge and beam edges suggesting some possible unresolved registration issues.

a Area of Gamma b Gamma Exceedances (25%)
- (Dose >70 cGy) . Proton Range 20 cm

Figure 8 a) Dose distribution for protons of range of 20 cm. and area for gamma analysis (dose>70 cGy) b)
Gamma exceedances for MC LET and correction to SND (p=0) using 5 degrees polynomial fit.

Similar displays of the gamma exceedances are shown in Figures 9 a, b for protons exposing
film having ranges of 12.5 and 15 cm, respectively. As in Figure 8b, the displays used 5 degrees
in the polynomial fit taken from the protons with a range of 20 cm and using the SND with p=0
for proton ranges 12.5 and 15 cm. In this case, the 9.67 % and 12.2% gamma exceedances
were found for areas receiving dose between 70 cGy and 200 cGy.

a Gamma Exceedances (25%) b Gamma Exceedances (25%)
. Proton Range 12.5 cm . Proton Range 15 cm

Figure 9 a) Gamma exceedances for MC LET and correction to SND (p=0) using 5 degrees polynomial fit

for proton range 12.5 cm.b) Gamma exceedances for MC LET and correction to SND (p=0) using 5

dearees nolvnomial fit for nroton ranae 15 cm.
The exceedances shown in Figure 8b and 9a, 9b mostly occur at the edges of the distal edge of
the Bragg peak. In addition, there are exceedances that occur in regions with sharp dose
gradients where registration is difficult but also crucial. The LET distribution has greater spatial
gradients than dose distributions and registration is a more critical feature.

The gamma exceedances as a function of number of degrees in the polynomial fit are shown in
Figure 10 for protons having ranges of 12.5, 15, and 20 cm. Figure 10 also shows the gamma
exceedances that result from using exponents of p=0 and p=1 (Equation 7). The gamma
exceedances are relatively stable as a function of number of degrees in the polynomial fit, with a
slight preference for higher number of degrees. The higher number of degrees however can be
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more unstable especially for areas with high spatial gradients. The p=1 exponent yields slightly
better and reduced number of gamma exceedances.

Gamma Exceedances and Degrees in Polynomial Fit
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Figure 10. Gamma exceedances for proton ranges 12.5, 15, and 20 cm using polynomial
corrections with degrees varying from 1 to 7 applied to SND (p=0,1).

A minimum detectable LET can be inferred from examining the polynomial fits of SND to LET.
The average (over each of the seven fits) baseline value for LET (corresponding to SND=0) is
1.33 +/- 0.77 KeV/micron (p=0), 1.15 +/-0.11 KeV/micron (p=1) and 1.24 KeV/micron +/- 0.54
(p=0 and p=1). These minimum LET values exceed the LET for photons used for therapy.

The analysis that was applied to the narrow Bragg peaks was also conducted for the SOPB with
modulation of 5 cm. Figures 11a, b, and ¢ show the two dimensional images of the ECLIPSE
calculated dose, the measured dose from the radiochromic film, and the LET Monte Carlo
calculation for the SOPB for proton range of 20 cm. The broadened peak is evident in a, and b
and the LET shows a more gradual increase in the broadened region.

a. b. C.

Figure 11, a) ECLIPSE plan for proton with range of 20 ¢ m b) Measured
dose from radiochromic film plan for proton with range of 20 cm, Modulation 5 cm c¢)
Monte Carlo calculation of LET for proton with range of 20 cm, Modulation 5 cm

Profiles for the ECLIPSE and measured doses are shown in Figures 12a. The SND and the LET
profile for the broadened Bragg peak are shown in Figure 12b. Figure 12c shows that SND
profile is correlated with the LET profile for the SOPB, albeit not as strongly as for the narrow
Bragg peak for proton ranges of 15, 17.5, and 20 cm. However, there is greater overlap in the
curves relative to the narrower Bragg peak (Figure 6). The 3,4, and 5 degree polynomial fits
applied to the SND are shown in Figure 12d.
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LET for SOPB, c) LET vs SND for SOPB for Ranges 15, 17.5, and 20 cm and modulation of
5 cm d) LET profile for SOPB, proton range 20 cm, modulation 5 cm. and polynomial fits
using 3,4,5 degrees and applied to SND with p=0.

The gamma exceedances for the SOPB as a function of number of degrees in the polynomial fit
are shown in Figure 13 for protons having ranges of 15, 17.5, and 20 cm. Figure 13 also shows
the gamma exceedances that result from using exponents of p=0 and p=1 (Equation 7). For
SOPB, the gamma exceedances are relatively stable as a function of number of degrees in the
polynomial fit using degrees >2. The higher number of degrees however can be more unstable
especially for areas with high spatial gradients. The p=0 and p=1 exponent SND yields
comparable number of gamma exceedances. The SOPB gamma exceedances are slightly
larger than those from the narrower Bragg peaks.
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Figure 13. Gamma exceedances for SOPB (Modulation of 5 cm) proton ranges 15, 17.5,
and 20 cm using polynomial corrections with degrees varying from 1 to 7 applied to SND
(p=0,1).

Discussion:

This study examined a number of metrics to relate the disparity in the absolute measured and
treatment dose to the LET before opting for the SND (Equation 7). Specifically, this study
calculated and tested the ratio R1=(DTPS/DRC), R2=1-1/R1, and R3=R1*(DTPS-DRC) to
assess the LET. R1, R2, and R3 qualitatively resemble the LET distribution Pixels with low R1,
R2 were insensitive to LET (data not shown) and uncorrelated with LET. SND correlates better
with the LET over all ranges of SND. Finding an appropriate mapping between SND and LET is
simpler and more robust, especially when applying the corrections to the LET for protons with
ranges of 12.5, 15 cm and SOPB with 15 cm and 17.5 cm. Although SND (Equation 7) is an
admittedly crude measure for LET, it is empirically found to yield the best correlation with the
MC LET over the largest dynamic range of SNDs.

The exact mechanism for quenching is uncertain. This study found a heuristic approach
(Equation 3) and connects the disparity in proton detection to LET. Kirby (Kirby et al. 2010)
found that the relative proton stopping powers remained constant (within 2%) for proton
energies 1 to 300 MeV for the two sensitive layer detector but shows substantial changes below
500 KeV. Instead (Kirby et al. 2010) ascribed the quenching to energy dependence for ionizing
the polymers within the sensitive layer. The sensitive layer separation (Kirby et al. 2010) of the
EBT film was substantially less than the MD-55 film and also had a lower proton energy
threshold for quenching. It should also be noted that the minimum RE (relative effectiveness,
corresponding to 1/R1 from above paragraph) in Kirby’'s study was 60% to 70% or slightly
higher than the 50% of detection (or one out of the two sensitive layers). The present study
therefore instead posits the quenching to energy deposition outside the single sensitive layer (or
between the two sensitive layers).

Alternative quenching mechanisms suggest saturation from the densely ionizing radiation. To
test the saturation mechanism, the radiochromic film should be exposed and analyzed for
varying dose rates and doses. Numerous studies found that radiochromic film is insensitive to
dose rate deposition. However, the film’s response to dose and/or dose rate was not tested in
the far distal regions of the Bragg peak corresponding to especially large LET. This study
exposed the film to a maximum of 200 cGy, far from the non linear response for this film and
also from saturating dose. Dose rates in this study were low (~200 cGy/minute). The model also
exhibits “saturation” behavior, albeit one that is relatively constant for large (not low) film
sensitivity, RS (Equation 3) for sufficiently high OOor E/LET.
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Generating an LET spatial distribution map requires high degree of spatial registration between
the treatment plan, the Monte Carlo LET calculation, and the measured dose distribution. The
beam edges and distal edge of the Bragg peak showed enhanced number of gamma
exceedances probably due to these registration issues.

This study confined its examination to the unscatterred, high energy primary protons. The
current effort did not examine the scattered protons outside the main field. The scattered
protons have very low energy but very high LET based on the Monte Carlo calculations (for
example Figures 5a, 11c). To experimentally probe these low dose regions requires greater
signal to noise from the radiochromic film and therefore greater proton exposure times These
low dose regions may also require further examination of the SND and to possibly other
exponents, beyond the p=0,1 and other metrics.

The techniques described in this study for measuring LET are unlikely to also be applied for
photons. The minimum LET as determined using the polynomial fits exceed 1.1 KeV/micron
corresponding to SND=0. The LET for therapeutic photons is < 1 KeV/micron, below the
minimum measured LET in this study. However, dose distributions measured using photon
beams directed parallel to the film therefore do not require corrections, as mentioned numerous
times in the literature.

From examining the profiles, it appears additional work is needed to evaluate high LET.
Nevertheless, this study seems to have successfully measured LET as high as 8 KeV/micron,
which is larger than the 5 KeV/micron using BANG gels (Lopatiuk-Tirpak et al. 2012). The far,
distal edge of the LET distribution merits further investigation and requires a better
approximation than Equation 4.The approach discussed in this study is more appropriate for
high LET, albeit for the proximal side of the Bragg peak.

This new tool can potentially measure and test LET in clinically significant configurations such
as regions involving tissue heterogeneity. The radiochromic film, unlike the BANG gel may
possibly be applied for measuring the LET in variable density regions by inserting the film
between suitable phantom materials.

Summary:

Processing and analyzing radiochromic film in conjunction with treatment planning system is a
viable method for the measuring LET. The modified film methodology provides a unique
experimental areal LET measurement that can verify Monte Carlo measurements and support
inferences from current point measurements of LET.

Multchannel Dosimetry

INTRODUCTION:

Quantitatively determine an optimum image analysis procedure to mitigate inhomogeneities
within the EBT2 film and from scanning for accurate absolute dose measurement deposited by
an external radiation therapy beam. Multichannel dosimetry procedures were conceived,
described, and quantitatively tested against single and dual channel dosimetry.

BODY:

Background
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Experimental verification of the external beam therapy calculations that account for tissue
heterogeneities within the treatment volume requires accurate and robust detectors over the
relevant areas. Radiochromic film darkens upon exposure to radiation without further film
processing *. Radiochromic medium with its high spatial resolution and independent response to
energy and particle type, and tissue equivalence can be a candidate as a two dimensional
dosimeter for this application *?. The high spatial resolution and sensitivity over extended
spatial areas should provide an experimental platform for examining dose distribution
perturbation due to tissue heterogeneity. The radiochromic films are tissue equivalent further
promoting themselves as dosimetry materials. The EBT2 film 2 with the yellow marker dye was
developed to reduce the spatial heterogeneity >*° due to manufacturing found in earlier versions
of radiochromic film.

There are technical issues and challenges that must be addressed and resolved prior to their
application for dosimetry over extended spatial areas. First, a number of researchers *** have
been concerned about the uniformity of dose responses of the radiochromic film due to variable
thickness/composition generated by the manufacturing process, including the newer film such
as EBT and EBT2. In addition, spatially varying illumination of the exposed EBT2 film during
scanning to digitize the film contributes to the inhomogeneous dose calculation.

The recent advent of EBT2 radiochromic film has spawned a number of articles examining the
new film’'s properties and procedures for achieving optimal dosimetry. Digitization of the
radiochromic film through scanning with a flatbed scanner and exploiting its ability to extract
individual color components for the imagery was examined some time ago **** and has become
a standard procedure ***. Common mode rejection (taking the ratio of images from two
different color channels) was employed to buck out the effect of thickness/composition
variations, in particular, Ohuchia 3 used the red and green channels. The manufacturer
recommends using red and the relatively insensitive blue channels and these ratios were
studied by Pawlicki et al. * and Alami et al..>. Pawlicki et al. * found that taking the ratio of red to
blue was essential but conflicted with Alami et al. > who found that using the red channel
achieved better results than using the ratio of red to blue channels. Andres et al. ° found that
optimal dosimetry choice of red or green channels was dose dependent. McCaw et al * found
some improvement but also some degradation using red to blue ratio to extract the dose from
EBT2 film, depending on the analysis method. Devic et al.® extended the range of the dosimetry
by stitching the dose from the red channel for low dose, green for intermediate dose, and blue
for higher doses. Devic did not use ratios of channels to extend the dose range and also
minimize dose heterogeneity issues.

Spatially inhomogeneous illumination for scanning the exposed film can also significantly
degrade dosimetric accuracy, especially near the edges of the scan. This error is compounded
by the level of dose exposure. Kairn et al.? corrected the spatial heterogeneity by using spatially
registered, unexposed film and used the red channel but only employed comparison of dose
profiles, not gamma analysis. Richley et al.’® focused on mitigating scanner light scattering.
Hartmann et al.'* used the red channel to examine dose heterogeneity among cut up slices of
EBT2 film. Devic et al. ** characterized the scanner inhomogeneity and its effect on dose
distribution. Fiandra et al."” and Sauer and Frengen *® both provided a correction matrix for the
scanner inhomogeneity using the red channel and they also incorporated dose levels into their
corrections.

To simultaneously and autonomously handle film imperfections and scanner illumination
inhomogeneity, Micke et al.’® suggested a multichannel approach and found significant
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improvements relative to employing a single red channel approach. The multichannel approach
uses all three channels (red, green, blue) to extract a single dose for each pixel. Micke et al. *°
demonstrated significant alleviation of the spatial inhomogeneity issues. However, no equations
were explicitly stated for the corrected dose at each pixel using the multichannel approach. It
was not even clear whether an iterative search might have been employed to search for an
optimal solution. Direct comparison with Micke et al.was therefore difficult and at best surmised.

This paper examined and resolved each of these technical issues by systematically exploring a
number of different dosimetry procedures for reducing the thickness/composition variations
within the EBT2 radiochromic film. Specifically this study examined the relative benefits of using
the various color channels (red, green, and blue) or combinations of ratios of channels not
previously studied. Gamma analysis provided the quantitative discriminator among the various
single, dual, and triple channels methods for calculating dose distributions relative to the dose
distribution calculated from the treatment plan.

Methods

The overall methodology is summarized by the block diagram shown in Figure 1. The goal was
to analyze the absolute dose distribution deposited by a 6 MV photon beam (field size is 10 cm
x 10 cm at the isocenter) from a Varian 2100 linear accelerator (linac) directed parallel to an
EBT2 film sandwiched between slabs of solid water™. The phantom was positioned at 100 cm
Source to Surface Distance (SSD) and 200 cGy was delivered to dmax. The three sets of
images (CT, ECLIPSE Treatment Planner, Radiochromic Film) must be compatibly
manipulated. The CT image set was treated as the “base” image because the treatment plan
used and was fixed to the CT image. The Varian ECLIPSE plan and the measured dose
distribution derived from the radiochromic film were translated and rotated to match reference
points or fiducial points (Spee-D-Mark) within the CT image. The spatial resolution (40 dots per
inch or dpi) was set by the ECLIPSE treatment plan and the CT was resampled and the
radiochromic film was scanned at the same spatial resolution.

Gamma analysis compares the dose distribution from a standard such as a plan to the dose
distribution form the test distribution. Gamma analysis (to be described in detail) requires input
from registered dose distribution from the Eclipse treatment planning system and the dose
extracted from the radiochromic films. In addition, this study, unlike many, applies the gamma
analysis to selected regions such as regions of low scattered dose, plateau of high dose, and
beam edges. Such an approach requires input of appropriate areas such as regions of interest
(shown in Figure 1). In addition, the software development permits input of regions of interest
form tissues in the CT, also shown in Figure 1.

All custom software development regarding registration and algorithms for converting exposed
images to dose distributions was developed using the Interactive Development Language (IDL).
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Figure 1. A block diagram describing the procedures for comparing calculated and measured
dose distributions

CT Rotation

The analysis from exposing film and/or radiochromic film is often problematic due to possible
presence of small air gaps between the film and the solid phantom. The phantom was scanned
in the CT in the transverse orientation (Figure 2a) so that the weight of the phantom was
pressed onto the radiochromic film. In this configuration, additional weight was added if needed
to further reduce air gaps. The treatment table supported and remained in contact with the flat
part of the phantom, a configuration that is not available for humans. The entire phantom was
scanned with spatial resolution of 27.1 dpi, not just the expected treatment area because all CT
slices (2 mm spacing) were used to reconstruct the image of the phantom in an orthogonal
direction. Nearest neighbor averaging was used to fill in the regions between the slices. The
reconstructed and rotated CT (coronal orientation, see Figure 2b) was resampled, again using
nearest neighbor averaging so that the CT had a spatial resolution of 40 dots per inch, matching
the ECLIPSE treatment plan dose distribution and the scanned radiochromic film image. CT
skin markers placed at known distances were used to test the fidelity of the resampling and
rotation process and found to be accurate to within less than a pixel (<0.64 mm). The rotated
CT was expanded (to 1000 x 1000 pixels) to accommodate the ECLIPSE plan which had a
treatment isocenter placed in the center of the image. Marked tapes denoting the CT marker
positions were also placed on the phantom and were used to align the phantom during radiation
exposure.
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145 slices

a. b.

Figure 2a. Selected three slices (out of 145) of solid phantom in transverse orientation. CT skin
markers shown in first slice. Arrow denotes plane shown in Figure 2b. Figure 2b. Rotated
image (coronal) of solid phantom. Only single slice of plane abutting placement of radiochromic
film for this study is shown.

Scanning:

The exposed radiochromic film was scanned, similar to earlier studies ***°, with a CanoScan
LiDE 700F flatbed scanner in reflection mode using 48 bit digital resolution to digitize the three
color channels (Red, Green, and Blue) at a spatial resolution of 40 dpi to conform to the
ECLIPSE treatment planning system. All correction options were turned off. The orientation of
the film was noted ? with a small cut in the upper right hand corner. All radiochromic film were
positioned identically on the flatbed scanner, after noting the orientation of the film. The lot
number for the exposed EBT2 was A11051002A.Radiochromic film were scanned
approximately 24 hours after exposure. The EBT2 film are particularly insensitive to visible light
2 but care is taken to minimize exposure to visible light. The radiochromic film grey-levels were
converted to dose using calibration films. Smaller film (roughly 10 cm x 12.5 cm) were exposed
to 0, 25, 50, 100, 150, 200, 250, 300 cGy placed perpendicular to the beam (10 cm x 10 cm
field) sandwiched between solid water™ slabs. In this configuration the monitor units equaled
the dose in cGy and simplified the calibration procedure following procedures outlined in the
report of Task Group 21. The 10 cm x 10 cm field exposed the solid water™ phantom positioned
at 100 cm source to axis distance and the film placed at dmax (1.5 cm), perpendicular to the 6
MV photon beam from the Varian 2100 machine.

The calibration films were scanned. An average grey-level was computed for each red, green,
blue (R,G,B) channel using the central region (2 cm x 2 cm or roughly 1000 pixels) conforming
to the most uniform dose. A Look Up Table (LUT) composed of the average grey-level (or ratio
of grey levels) for each color channel was correlated with dose. The lines connecting the solid
symbols in Figure 3 graphically shows the dose versus average detected intensity in the LUT for
the red, green, blue channels. However, each pixel within the array may not conform to the
average pixel due to differences in scanner illumination. So the dose extrapolated for the R,G,B
channel (Dr, Dg, Dg) respectively may differ from each other due to varying response for a given
perturbation. The multichannel approach autonomously projected a correction to an expected
common dose D based on the individual slopes and response of each channel..
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Dose Calibration
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Figure 3. Calibration for converting grey levels to dose for red, green, blue channels. Optimized
multichannel correction schematically shows the shifted extrapolated doses Dgr,Dg, Dg relative
to optimized D based on local derivatives a(i,j) (Eq 3, used in Multichannel approach)

The test profile distribution was converted to dose through interpolating the LUT*”. Globally the
dose grey level functions are non-linear. Over small stretches of dose and grey levels, the
calibration was essentially linear. In addition, using relatively low doses (<300 cGy) limits the
degree of non-linearity of the LUT for EBT2. Higher doses beyond those used in this study will
require a more refined calibration table to ensure linearity over the small dose and grey level
intervals and possible higher order corrections beyond the first Taylor series approximation (Eq
2) for the multichannel algorithm..

This study tested various schemes for converting grey-levels to reduce the effects of the
heterogeneity. These processes are applied to the calibration imagery (for a new LUT) and the
test dose distribution. The manufacturer * recommends for individual pixels located at
coordinate i,j (in the horizontal, vertical direction, respectively), taking the ratio of the red
channel R(i,j) to the blue channel B(i,j) from scanning the film with a flatbed scanner. Using the
Beer-Lambert Law, the grey-levels are normalized by the unattenuated, constant light source I
from the flatbed scanner and the ratio of the logarithms are computed or

R, j
e
—( ) =—F @
B B(,
o+
0
A similar ratio Green to Blue ratio was computed using the green channel

Taking the ratio of the channel that is most sensitive to composition/exposure to one that is
relatively independent of exposure but experienced the same dependence on
thickness/composition to help suppress thickness/composition variations®** of the film. In
practice, the blue channel response weakly depends on radiation exposure. This study
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generated dose distributions using the red channel R(i,j)) alone, green channel G(i,j) alone,
ratios of the red to blue channel and green to blue channel and hybrid version that combined the
green to blue ratio for higher doses (above 80 cGy or 0.20 optical density and was likely
scanner specific) to the red to blue ratio for lower doses.

New Multichannel Approaches

Another approach employed all three color channels to autonomously correct for local
inhomogeneous spatial distribution in film thickness and scanner. This version of the
multichannel approach independently varied the dose D and disturbance O (or channel-
independent perturbation, see Equations 2, 7) to search for the optimal dose at each pixel. This
study proposed and found an equation for the corrected dose. Therefore the optimized dose
was quickly computed at each pixel. The goal was to find a common and expected dose D
derived from extracted red, green, blue channel doses. The algorithm applied a first order Taylor
expansion to the dose due to a small perturbation (same for all channels) and minimized the
cost function difference O0i,j0 (Equation 2) between the projected

®(AG, j), DA, ) =Y (D (i, ) +a, (i, HAG, )~ D, j))’ (2)

dose D\[i,jO0+a,0i,j00 0O0i,j0 for each color channel k (red, green, blue) relative to the projected
dose D. D¢li,jOOwas the dose directly derived from the LUT for each color (i.e. R(i,j), G(i,)),
B(i,j) for the red, green, blue channels respectively), ac0i,j00was the derivative

a,(i, ) = %? (i, J) 3)

of the LUT for the kth channel (see Figure 3), and [(i,j) is the local perturbation (illumination,
thickness) that affected all channels, and I, was the intensity for a given channel, i.e.
(R(,),G(1,),B(i,))). Interpolation was required to accurately determine the slopes or a(i,j). D(i,))
was the corrected dose generated from solving the simultaneous partial differential equations

Zif(i, j)(4,D)=0. @)

2. §)(4,D) =0, )

and resulted in the optimized dose D at pixel location i,
3
> D, (i, ha,(, )
Dave('=])_(Wt(|>J)) = 3 o
Zak(la J)

P, 1) = —wiGi.j) )

The appropriate correction or “disturbance map” at each point was
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> (DG, )= Dy, j)a, j)
A(i, j) =+ . (7)
Za&(i,j)

Where the average dose D, (i,j) was

D, (i, n:gz D, i. j)=§<DR<i, )+ Dq (i, j)+ Dy i, ) ®)

And the weight for the channels wt(i,j)

3

| X a )y

wi(, j) =§k=;— €))

2. ac(i, )

k=1
and wt(i,j) ranged from O<wt,< 1. If wt(i,j) was sufficiently small, then a valuable approximation
for the corrected dose D(i,j) was

D(i, J) = D, (I, 1) (10)

EBT2 film was sandwiched between slabs of solid water™ and exposed to 6 MV photon beam.
Figure 4a. shows the rotated (by 90 degrees) uncorrected distribution from the single red
channel. Figure 4b shows the optimized multichannel corrected dose distribution D(i,j).
(Equation 6) Figure 4c shows the disturbance distribution [O(i,j) (Equation 7) rotated by 90
degrees. Note the stripes from thickness variations in the film in Figure 4a and are also seen in
Figure 4c. Figure 4d shows the residual error in dose (Equation 2)

a. b.
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Figure 4a. Rotated (by 90 degrees) dose distribution using red channel. 4b Corrected dose
distribution.  D(i,j)) (Equation 6) using the optimized approach. 4c shows the disturbance
distribution 0(i,j)) (Equation 7) rotated by 90 degrees. Note the stripes due to thickness
variations 4d Residual error in dose (Equation 2)

Previous Multichannel Efforts

Micke et al * recently suggested, tested, and broadly outlined a multichannel approach for
correcting the inhomogeneities in the dosimetry process. The Micke et al. cost function differed
from the multichannel process described in Equation 2. Following the approach of Micke et al.,
the cost function was

Q(Ia J) = Z(Dk(la J)+ a‘k(i’ J)A(Ia J)_(Dm(la J)+ am(ia J)A(I’ J)))2 (1 1)

k=m

Due to the different cost function, Micke et al generated and applied a different disturbance
factor than used in equation 11. Micke et al. also applied his analysis to the fitted optical density
calibration, not to the raw grey level calibration described in this study. For the Micke et al.
approach, only single derivative with respect to [0 might have been applied to Equation 11 (but
not two derivatives as in Equations 4, 5)

f;—f(i,D:o (12)

The resulting shift [(i,j) might have been

2 (DG, i) =D, (i, D)@ (i, ) —a,i, )
A(Ia J) = ke

3 (13)
Z(ak(ia j)_am(ia J))2

k#m

In this formulation, each channel might have been treated equally and corrected using the
procedure outlined above, i.e.

3
D(i,j) =3 (DG )+, (0 DAG. ) (T
k= dose D
might be generated by inserting the computed shift O (Equation 13) into the corrected average
multichannel dose (Equation 14). This approach generated an identical dose distribution as that
derived from Equation 6, although generated in a very different manner.

Summary of Dose Determination Algorithms

The list of conversion of grey-level processing algorithms is summarized in Table 1. The Table
displays, names, a short description, and its associated equation.
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Table 1: List of Grey-Level Processing Prescriptions

Name Description Formula
Red Channel Red alone R(i,))
Green Channel Green alone G(i,))
Red to Blue Ratio Registered Red to Blue Ratio R, j)
(Equation 1) log(il )
R/B(i,)=——=-"—
B(l,
tog( -1
0
Green to Blue Ratio Registered Green to Blue G(, j)
Ratio log(——>)
(Equation 1) G/B(i,)=——==——
B,
tog(P- 1)
IO
Hybrid Apply Green to Blue Ratio | Hybrid(i,j)=R/B(i,j) + G/B(i,))
for higher dose and Red to
Blue Ratio for lower dose
Average Average over all channels Ave(i,j)=(1/3)(Dred+DegreentDerive)
(Equation 8)
Optimize Multichannel | Optimize correction using all | Opt(i,j)=(Ave(i,j)-
channels (Equation 6) wi(i,j)Oax(i,j) Dx(i,j)/Oak(i,))/(1-
wi(i,j))

Registration:

Comparing experimentally determined dose distributions with the corresponding calculated
treatment plan required precise registration between the two sets of images. The solid water™
was placed on the CT imaging and treatment table in a configuration convenient for placing CT
markers. These markers were used for registering the CT to both the treatment plan and the
detected radiation dose distribution from the radiochromic film. The CT images were digitally
rotated for convenient volumetric contouring for dose area histograms and gamma analysis. The
rotated CT image was resampled to match the spatial resolution of the scanned dosimetric
distribution and treatment plan. The treatment plan was calculated using the CT image in the
customary fashion. The treatment plan planes were translated through triangulation of the
treatment isocenter to the CT markers in the CT image. The radiochromic film imagery was
rotated and translated to the CT images using two coincident points from the CT skin markers in
the CT image and “tattoos” marked on the radiochromic film.

This study used a “two-point” approach to translate and rotate the radiochromic film to the
desired resampled CT slice. The common “pivot” point for the CT and radiochromic film was
used to translate the radiochromic film and the radiochromic film image was then rotated about
the pivot point. The average error in transforming the fiducial points (excluding the pivot) was
1.39 pixels or 0.883 mm. On average, a similar error was expected for transforming all points
within the radiochromic film image.
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Treatment Plan Procedures:

This study used Varian’s ECLIPSE treatment planning system to compute the expected dose
distribution. The plan computed the dose distribution intended to deliver 200 cGy to dmax and
the phantom was positioned at 100 cm SSD. The treatment plan was generated from the CT
scan of the phantom. The external beam depth profiles from Varian 2100 6 MV photon beam
that characterize the dose deposition in water were stored and used to compute the dose
deposition. The external beam was checked on a daily, weekly, yearly timetable to ensure
agreement with the current condition of the beam and the stored data. The ECLIPSE plan
generated DICOM image files for the predicted dose along desired planes. The spatial
resolution for the image dose was chosen to be 40 dpi, conforming to the resampled CT image
and scan of the exposed radiochromic film. The isocenter for the plan was placed at the image
center, by default. The spatial transformation of the treatment plan simply meant translating the
isocenter, or image center to the isocenter of the CT scan that was marked by a CT marker. No
rotation was applied to the treatment plan image.

All registered images are shown in Figure 5. Figure 5a shows the rotated and resampled CT
and the area of dose exceeding the 100 cGy within the treatment plan in magenta, the beam
edge with doses ranging from 25 to 100 cGy in red, and scattered dose in yellow (5-15 cGy).
The high dose gradients were extremely sensitive to misregistration between the plan and the
experiments. Figure 5b shows the translated, rotated dose distribution derived from the
radiochromic film. Figure 5c shows the translated ECLIPSE treatment plan.

b. c.

Figure 5a shows the CT and the area of dose exceeding the 100 cGy (magenta), dose between
25-100 cGy (red), dose between 5 to 15 cGy) the beam edge (yellow). Figure 5b shows the
translated, rotated dose distribution derived from the radiochromic film. Figure 5¢c shows the
ECLIPSE treatment plan.

Quantitative Assessment of Agreement between Plan and Experiment (gamma analysis):

The various methods for scanning the exposed radiochromic film, grey-level conversion to dose,
and dosimetry procedures, were tested by comparing them to the treatment plan through
gamma analysis *°?’. Gamma analysis examined the deviation of the treatment plan
(considered to be the reference image) with the experimentally determined dose distribution at
the pixel level. The gamma analysis procedure generated a difference image for the registered
set of images and computed a “decision” surface with the geometry of a three dimensional
ellipsoid. Calculated points that resided within the ellipsoid constitute good agreement between
the treatment plan dose distribution and the experimentally derived dose. Conversely, points
that appeared outside the ellipsoid are identified as areas of poor agreement or referred to as
“exceedances” in this paper.
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Figure 6a shows the gamma analysis display using the Red only processing. The white pixels
show gamma values that exceed 1 and show regions of most serious disagreement between
the plan and the experimentally derived dose distribution. Figure 6b shows exceedances using
the optimized multichannel algorithm. Adding more channels such as the optimized
multichannel algorithms for extracting dosimetry distributions reduced gamma exceedances
from 8605 to 3110 (out of 74,312 pixels within the region of interest).(see Table 2).

a. b.

Figure 6a shows the exceedances (depicted as white) for the gamma distribution from Red only
processing. Figure 6b shows the exceedances for the gamma distribution from optimized
correction.

Results:

The scanning, data processing, and phantom handling schemes were evaluated by computing
the number of pixels within the treatment area having gamma values exceed 1 (see Table 2).
The larger the number of these pixels, the poorer the agreement between the experimentally
determined dose and the treatment plan. For this analysis, the ellipsoid axes were prescribed to
the standard 3% of the maximum dose or 6 cGy (Dgamma) @nd 3 mm in horizontal, vertical
directions (Xgamma,Ygamma)- If this minimum gamma exceeded 1, then the experiment was ruled to
disagree with the treatment plan. Table 2 lists the results of applying the standard red channel,
green channel, the manufacturer’s recommendation for taking the ratio of red to blue channels
(Equation 1), ratio of green to blue channels (Equation 1), the hybrid of green to blue ratio with
the red to blue, Optimized multichannel (Equation 6) and averaged multichannel algorithms
(Equation 8). The analysis examined the entire area, high dose regions, scattered dose, and the
beam edge. The best agreement occurred in the relatively homogenous dose regions (high
dose, scattered dose) and was weak in the high dose gradient and where a high degree of
registration was required for accurate dose measurement.
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Table 2. Gamma analysis fraction of exceedances (%) of total of pixels and scanning, image
processing, region conditions

Name Total “High” Dose Scatter Beam Edge
5-300 cGy 100-300cGy | 5-15cGy 25 - 100
(%) (%) (%) cGy
(74,312 (38,329 pixels) | (26,307 (%)
pixels) pixels) (6679 pixels)
Red 11.6 14.7 5.3 28.3
Green 10.9 11.7 7.7 31.2
Red to Blue 6.3 6.0 5.2 21.6
Green to Blue 4.8 2.8 55 21.7
Hybrid Ratios 4.7 2.8 5.3 21.7
Optimized Multi | 4.2 2.0 5.1 22.0
Average Dose 4.1 1.6 5.2 23.0

Although only an approximation, the average dose algorithm appeared to generate few
exceedances (Table 2) relative to other algorithms. The computed weight (equation 9, Table 3)
was low for all doses in this study. The small values for the weight factor wt (Table 3) implied
that the average dose derived from the three color channels provided a valid approximation for
the more exact analysis (Equation 6). The blue channel calibration curve was almost orthogonal
to the red and green channels for most dose levels used in this study (see Figure 3).

Table 3 Weight factors (wt) (Equation 9) for the dose ranges in the optimized multichannel
.algorithm

Dose Range (cGy) | Weight (Wt)
0.0-25.0 0.108
25.0-50.0 0.0153
50.0-100.0 0.0012
100.0-150.0 0.0235
150.0-200.0 0.00939
200.0-250.0 0.0822
250.0-300.0 0.206

Some general observations can be inferred from the gamma analysis. Processing with the
green channel usually performed as well or better than the red channel. Using the blue channel
required image averaging to sufficiently reduce the temporal noise.

Summary:

This study generated procedures and algorithms for accurately determining doses and
compared the treatment planning dose distributions calculated from the planning system and
measured from the EBT2 radiochromic film. Specifically, this study developed algorithms that
handled issues of thickness/composition heterogeneity within the radiochromic film due to the
manufacturing process on dose distribution and also reduced the effects of inhomogeneous
illumination during the scanning of the EBT2 film. This methodology avoided using
cumbersome, registered correction matrices.
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This study conceived and tested the new hybrid combination of green to blue ratio to the red to
blue ratios. Also this study proposed and tested a multichannel dose determination algorithm.
Averaging the test image mitigated temporal noise in the blue channel and the reduced noise is
essential for implementing blue channels in ratio and multichannel algorithms. This study
explicitly described the algorithm and found a closed form (Equation 6 and 8). Micke et al. *° did
not explicitly state the corrected dose and disturbance and so it was difficult to directly compare
this effort with the results from Micke et al. **. Micke et al. used a different disturbance map and
also employed a fitted optical density, not the raw grey levels to extract doses from each
channel. This study also compared the multichannel algorithms to those using two channels or
channel ratios, not just to a single channel. The hybrid combination of the channel ratios
performed at a similarly high accuracy level. The multichannel average (Equation 8) of the
recorded doses taken from each channel performed well for this flatbed scanner operating in
reflection mode. However, the high performance using the multichannel average may be due to
the low weight factor and can be attributed to the blue channel calibration curve being almost
orthogonal to the red and green channels for most dose levels used in this study

This study employed gamma analysis to compare processing schemes for measuring the
absolute dose distributions from EBT2 radiochromic film. This study examined doses deposited
parallel to the external beam, not perpendicular to it, as in most other efforts. In this study, the
green channel generally performed as well or better than the red channel for this flatbed
scanner. Pixel level corrections using channel ratios and multichannel approaches resulted in
substantial improvement. This pixel level correction was efficient and the calculations were
quick (less than 5 seconds) The speed of the calculation for each pixel was attributed to using
the closed form (Equation 6) rather than iteratively searching for an optimal solution. The
multichannel approach required three channels but also used the derivative of the look up table
as input.

There were several additional features discussed in this study. To reduce the air gap between
the film and solid water™, the phantom was scanned in a geometry that permitted compression
without applying a bulky vice. The CT imagery was resampled and rotated for generating the
desired regions of interest for gamma analysis. Due to the absence of bulky devices, the entire
radiochromic film was simply inserted between slabs of phantom without requiring cutting the
film to conform to the shape of anthropomorphic phantoms. In addition, the “two point”
registration permitted registration among the CT imagery, treatment plan, and film dosimetry
without assuming that the phantom and film were aligned during CT scanning.

Organ Motion

Jessica Sheehan / Arnaud Belard

INTRODUCTION:

In the United States, lung cancer is the leading cause of cancer deaths and the second most
diagnosed cancer for both men and women. Lung cancer is typically classified as either small
cell or non-small lung cancer. Radiation therapy is commonly delivered in combination with
other modalities for a large number of patients with either small or non-small cell lung cancer.
Radiation therapy utilizes ionizing radiation targeted locally to damage cancer cells in a manner
that often leads to cell death; however, damage to normal tissues also occurs.

Accurate treatment of a patient’s cancer while attempting to minimize damage to normal tissues
is complicated by the presence of organ motion, with lung motion being the most formidable.
Techniques to mitigate (ceasing the motion) or remove (gating of the treatment) the effects of
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motion are employed in an attempt to minimize the damage and exposure of healthy tissue to
radiation without compromising the treatment of the patient’s cancer. Thus, for a radiation dose
to be deposited effectively to the treatment site, tracking of the motion and adjusting delivered
radiation is desired. The development of this technique requires a dynamic lung phantom that
mimics human breathing, matches lung tissue density and heterogeneity, and can incorporate
lung tumors for analysis.

This study designed, constructed, and is assessing a dynamic lung phantom for the use in
radiation treatment verification. The dynamic lung phantom was designed to be progressively
tested, permitting experimenters to examine healthy lungs and lungs with a tumor (varying
locations possible).

BODY:

A custom inflatable was commissioned from Jet Creations. Several iterations of the inflatable
have been produced and reviewed. Figure 1 shows a digital imagine of the latest version of the
inflatable, however the next iteration is currently in production. Below outlines the various
research phases that will followed to best utilize the custom inflatables once suitable lungs are
produced. Testing of the implementation of these phases is being conducted on the imperfect
inflatables to perfect the method.

Figure 1: Digital Image of Custom Inflatable
Phase 1: Motion Exclusive Analysis

This phase would consist of limiting the analysis to lung motion of the dynamic phantom lung.
The gafchromic medium would be placed externally on the phantom to determine accuracy of
spot dosing, collect control data for future research, and foster understanding of the accuracy of
predictive models with organ motion.

Figure 2 shows the dynamic lung phantom with externally placed gafchromic medium. Several
locations are chosen to enhance understanding and robustness of the data sets generated. The
locations should coincide with desired locations of tumor sites in later phases of this research.

32



Figure 2: Dynamic Lung Phantom with Gafchromic Medium
Phase 2: Motion and Tumor Exclusive Analysis

Follow up research in phase 2 would incorporate the addition of one tumor site, centered to
mimic the highest statistical location of a lung tumor. Two potential placement methods exist for
the gafchromic medium for this phase, with the potential of utilizing both for robustness of data
collection if desirable. Figure 3 a. and b. shows the two distinct methods of placing the
gafchromic medium within the tumor.

a. b.
Figure 3: Dynamic Lung Phantom with Centered Tumor Site: a.) Gafchromic Medium within
Tumor Placed Horizontally and b.) Gafchromic Medium within Tumor Placed Vertically

Figure 3 a. demonstrating the horizontal to beam path placement, and Figure 3 b. showing the
perpendicular to beam path orientation. The external gafchromic medium from the previous
phase is shown to remain, and could be used to determine how the presents of a tumor affects
these sites and predictive modeling accuracy.

Phase 3: Heterogeneous Tissues and Tumor Analysis

Phase 3 furthers the similitude of the dynamic phantom to human anatomy by including material
to represent the heterogeneous lung tissue that would exist between the outer lung layer and
the tumor. Figure 4 shows the centered tumor site with the addition of a piece of cork between
the tumor and the outer lung layer. For robustness multiple materials can be used to generate
comparison data, as well as the potential to layer the materials between the outer lung layer and
tumor for increased accuracy.
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Figure 4: Dynamic Lung Phantom with Centered Tumor Site with Heterogeneous Tissue
Material

Phase 4: Secondary Site Tumor Analysis

To further the understanding of how the tumor location affects lung motion and predictive
modeling accuracy, a secondary tumor site can be chosen. Figure 5 shows the secondary tumor
site in the upper left quadrant of the left lung. Once these sites are incorporated, they must
remain, but the tumor and heterogeneous lung tissue material can be removed. Again, the
external gafchromic medium has been left to continue to collect control data and determine the
differences between motion and modeling when: no tumor is present, a centered tumor is
present, a centered tumor is present with heterogeneous lung material, and a non-centered
tumor site exists.

Figure 5: Dynamic Lung Phantom with Secondary Tumor Site
Phase 5: Secondary Site Heterogeneous Tissues and Tumor Analysis

Phase 5 would be a replication of phase 3 with the non-centered tumor site. Figure 6 shows the
addition of the heterogeneous lung tissue material.

Figure 6: Dynamic Lung Phantom with Secondary Tumor Site with Heterogeneous Tissue
Material

34



Phase 6: Dual Tumor Site Analysis

This phase would determine the effects of multiple tumor sites on lung motion and predictive
modeling accuracy. Figure 7 shows the centered and secondary tumor sites with the external
gafchromic medium for robustness. This phase would be a repetition of phase 2 or phase 4 with
multiple tumor sites.

Figure 7: Dynamic Lung Phantom with Dual Tumor Sites
Phase 7: Dual Heterogeneous Tissues and Tumor Site Analysis

Phase 7 incorporates the heterogeneous lung tissue material with multiple tumor sites. Figure 8
shows the addition of the cork pieces representing the lung tissue. This phase will show how the
dual tumor sites interact with the addition of dosing through the heterogeneous lung tissue
material, with the external gafchromic medium as references.

Figure 8: Dynamic Lung Phantom with Dual Tumor Sites with Heterogeneous Tissue Material
Potential Other Phases

In addition to the steps of research outlined previously, research could be conducted on the
right lung implementing any or all the phases. This would be additional data that would foster
greater understanding of lung motion and predictive modeling since it anatomically is unique
from the left lung. In addition, some combination of tumors on both halves of the lungs could be
examined.

Creation of Tumor Sites
The creation of the tumor sites needs to be impermeable to air and potentially water. Careful
implementation of these sites is necessary to ensure repeatability and usability of the dynamic

phantom lung. Figure 9 shows the assembly of the tumor site using a hex nut to create pressure
between the cap screw and sealant creating an impermeable seal.
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Figure 9: Schematic of Tumor Site

After several iterations of custom phantom lungs, a suitable lung set was created for the
dynamic lung phantom. The final version of the inflatable lungs, as seen in Figure 9, has a
centered seam that was not part of the initial design. Despite being an unforeseeable addition,
the surface seam does not interfere with the motion of the dynamic lung phantom or the imaging
that will occur during use. Since each subsequent set of lungs will require additional funds,
testing is being conducted on the multiple sets of unsuitable inflatable lungs provided by the
company. This will allow the techniques of creating the motion, attaching/detaching the tumor,
and adding representative tissue material to be perfected before any additional modifications
are made to the suitable lung set.

Figure 9: Custom inflatable lung set
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Sealant

Outer Lung Layer (PVC)

< CapScrew

Figure 10: Inflatable lung with addition of centered tumor site

Figure 10 shows the addition of a centered tumor site, using the methods previous outlined,
revealing an impermeable seal can be created and a tumor site can be placed far from the
opening. Figure 11 shows the addition of the representative tumor, black sphere, to the
inflatable lung setup. Research continues to follow and improve upon the procedures outlined
previously for modifying the inflatable lung setup and creating a fully function dynamic lung
phantom with tumor sites.

Figure 11: Inflatable lung with centered tumor site and tumor

An additional pump was purchased that match the flow specifications, and will be used in the
assembly. Construction of the dynamic continues using the samples provided the company to
perfect assembly and installation. New projects have been developed to further investigate
organ/tumor motion by creating coupled by independent motion of both the dynamic lung set
and the embedded tumor using spare pumps.

Through an extensive literature a great interest in analyzing tumor motion separate from organ

motion exists in the field. A twofold research effort has been devised to properly create the
synced motion between the tumor and organ. This will be achieved through using the dynamic
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phantoms coupled with an inflatable tumor that has independent tubing and pump supply to
create the expansion and contractions that occur locally to the tumor due to the motion of
breathing, Figure 12.

Figure 12: Tumor and Organ Motion Setup

This new project could easily lead to collaborations with Dr. Segars from Duke University, whom
developed a digital phantom based on real patient data that can generate tumor and organ
motion which could verify the mechanical phantom. Although the correct motion has not been
developed in mechanical phantoms being currently researched by various other groups, another
more interesting research avenue exist to properly monitor the tumor motion for real-time
adjustment to radiation treatment. Many groups have developed tracking using algorithms and
sensors; however, work to non-invasively monitor real-time motion in patients is the new target
research path. Many groups are developing enhanced resolution imaging systems that reduce
radiation doses that could be used to monitor tumor motion without markers or seeds. Research
discussions are being conducted with several groups with various enhanced imaging techniques
to determine collaborations and deepen understanding of this as a potential method of live
tracking tumor motion during patient treatment.

In this context, a 3-D motion table was specified and purchased to generate comparison data.
The data will be used to verify the dynamic lung phantom, and ultimately a comparison between
the two methods will be conducted. The table was received but required addition components to
be operational, as well as understanding of the proprietary program language used to command
the motion of the table. The table is generally used for optical research, and standard optical
tables come with tapped and drilled holes of a specific size. Since the use is non-traditional for
this table, a platform was necessary to attach to the table for use.

Figure 12: Three dimensional motion table setup

38



Figure 12 shows the three dimensional motion table setup with the addition of the base plate.
The programming language is specific to the company the motion table was purchased from,
and is not trivial to master. However, several sample programs have been written and tested.
The code to create the synchronized motion between all three dimensions to mimic breathing is
still being developed. Both the dynamic lung phantom and the 3-D motion table
experimentation were found to be useful in collaboration with Dr Segars’ (Duke University)
digital phantom known as the XCAT.

Several research teleconferences were conducted to find possible synergies between the two
groups’ work. It was determined that a comparative study between digital and physical
phantoms could be conducted. Currently, examination of the XCAT phantom’s codes is being
conducted to foster understanding and enhance collaboration. Due to the procedures already
set at WRNMMC through the collaboration with the University of Pennsylvania, it was decided
that testing of all phantoms would be conducted at the WRNMMC site.

Telemedicine

INTRODUCTION:

A major goal of phases IV and V was to develop a point-to-point and multi-point Remote Proton
Radiation Therapy (RPRT) solution to 1) allow Walter Reed (WRAMC/WRNMMC) physicians to
remotely plan treatments for patients and 2) conduct video-conferences with their counterparts
at the Hospital of the University of Pennsylvania (HUP) to optimize/validate plans. Once tested
and implemented, the solution was to be optimized and expanded to other satellite clinics within
the Military Health System (MHS).

BODY:
1) Remote proton treatment planning

1.1)  Pre-BRAC (WRAMC)

Over the life of this grant, the search for a robust application-sharing tool to power our remote
treatment planning solution has presented us with several challenges. Initially encouraged by
the Directorate of Information Management (WRAMC-DOIM) to use Polycom PVX as a simple-
to-use and cost-effective platform for the sharing of remote applications, we were then steered
towards Defense Connect Online (DCO), a DoD-managed version of the popular Adobe
Connect application.

Along the course of evaluating this package, we were told by DCO that due to sessions being
recorded and stored (with data potentially accessed by non-HIPAA certified staff), the use of this
platform as a virtual medical simulation tool would have to be suspended until the HIPAA issue
could be addressed appropriately. Numerous exchanges took place between our group and
DCO as we constantly engaged them on the possibility of using this particular platform for data-
collaboration (other military treatment facilities have expressed interest in using this web-
collaboration tool for clinical use so there seems to be MEDCOM-wide interest). The benefits of
this existing solution were many (free, flexible, DOD-managed/sponsored, meets our
‘application-sharing’ requirements) and we felt confident we could make a case to either 1) have
monitors receive HIPAA training or 2) receive an outright exemption from monitoring.
Unfortunately, our efforts yielded little traction and we were thus forced to look to another
alternative, one which would not only meet the security requirements of the DoD but also be
HIPAA-certified.
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Following a demonstration by Varian Medical Systems (provider of the Eclipse treatment
planning package used for both conventional and proton radiation therapy), our program settled
on the CITRIX solution to power the application-sharing portion of our telemedicine solution:

i) Ability to securely transfer CT sets from the local workstation (where the CITRIX client is
activated, i.e. at WRAMC) to the remote workstation (where the patient plan will be generated
and stored, i.e. at Penn);

i) Ability to connect to the Penn workstation to engage in the remote treatment planning of DOD
patients, as stated in the grant’s research goals;

iii) Ability to application-share with the remote site (resolving, in an ad-hoc manner, planning
and/or setup discrepancies).

The system was purchased in the first quarter of 2010 and subsequently delivered/installed at
the UPHS Data Center in Newark in May. In parallel, the CITRIX client, a key component of the
application-sharing solution, was installed on all providers’ PCs and a ‘shared drive’ (onto which
DICOM-RT sets were to be transferred from WRNMMC to UPenn) was configured.

The DoD proton calculation engine was transferred to HUP earlier this year. Following lengthy
exchanges between the Army contract representative and the provider of the system (Varian

Medical Systems), the transfer of licenses (needed for proton planning) and the maintenance of
the workstation off-site was also arranged. This solution is presented in Figures 1 and 2 below.

Figure 1 — Citrix powered solution (a)
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Figure 2 — Citrix powered solution (b)

As our Program readied the migration of its RPRT solution to WRNMMC (in the context of the
BRAC), we were instructed by the National Naval Medical Center’s Responsible Conduct of
Research Service (RCRS) that the Data User Agreement guiding the use of the telemedicine
solution between the two institutions would need to be folded into a comprehensive Navy
Cooperative Research and Development Agreement (N-CRADA). Although the N-CRADA was
not required for the work being conducted under this cooperative agreement, it was enforced by
NNMC on the basis that DoD physicians and their proton patients would be involved in clinical
trials run jointly with a civilian institution.

The development of this CRADA, with its associated Data Sharing Agreement and Security
System Verification (SSV) questionnaire, took many months to finalize, thus delaying the
operational launch of the RPRT system to treat DOD patients enrolled under joint proton clinical
trials.

1.2) Post-BRAC (WRNMMC)

In December of 2012, a few months after the merger between WRAMC and NNMC, the
Program was informed by the University of Pennsylvania Health System (UPHS) that the Junos
client (Juniper) would replace the CITRIX Access Gateway (CAG) for VPN access. This
decision to switch the ‘client’ was communicated to us abruptly (i.e. 24-hour shutoff window).
With the help of the RadOnc IT staff, we made the case to UPHS that, Junos not being
approved for deployment on a DoD network, a postponement was needed; an extension to
MAR 01 2012 (three months) was granted.
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We quickly identified that Junos was not approved for deployment on a DoD network ; however,
the Juniper Net Connect client, a suitable alternative, was. Reaching to WRNMMC Information
Technology Department (ITD), we quickly worked on getting this solution up-and-running,
before the termination date of the CAG (FEB 29 2012).

Initial requests to have the client installed on all provider PCs, to include physicians, medical
physicists and dosimetrists, were denied by WRNMMC ITD. Security concerns were raised. Our
program floated the idea of having a single PC, to be placed on the DMZ, configured as a ‘jump
box’, from which providers could launch the Juniper Net Connect Client and remotely access the
proton treatment planning package at the University of Pennsylvania. This approach was
approved and subsequently configured over the course of several weeks (Figure 3).

Figure 3 — RPRT connectivity logical diagram

While the solution does work today, it 1) forces users to work from a unique location when
planning a proton plan remotely, and 2) does not integrate with our existing infrastructure since
the ‘jump box’ does not touch the network (i.e. any treatment data has to be burned on a CD
and manually transferred). This was, and continues to be, a major downgrade from the solution
we had deployed at WRAMC (CITRIX-powered solution residing on all providers’ PCs,
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themselves paired with audio-videoconferencing units). System-performance under these new
conditions was initially erratic (intermittent disconnection) but has since become much more
stable.

2) Audio-video conferencing support

During the period of performance of this sub-award, eleven Tandberg units were acquired and
deployed to locations likely to be involved in remote proton radiation therapy planning, now and
in the future: National Naval Medical Center (NNMC), Walter Reed Army Medical Center
(WRAMC), Madigan Army Medical Center (MAMC), Brooke Army Medical Center (BAMC),
National Cancer Institute (NCI), and HUP. With the merger of WRAMC and NNMC in SEP 2011,
some of the units were consolidated at the newly renamed Walter Reed National Military
Medical Center (WRNMMC).

Full bilateral connectivity between WRAMC/WRNMMC and HUP remained a problem
throughout the course of phases IV and V and was not fully addressed until Q1 of 2013. Initial
problems were attributed to a configuration setting with the long-distance carrier HUP was using
for outbound/inbound ISDN calls.

Multiple tests were conducted during the course of 2010, involving not only Walter Reed and
HUP, but also Polycom, RoData (provider of the RMX2000 videoconferencing bridge), Criticom
(provider of the Tanderbg 1700 MXP desktop VTC units), and USAMITC engineers. Per a
request communicated by both RoData and Polycom, logs of calls placed by both institutions
were captured and transmitted. We were subsequently asked to disable some of the features of
the units to identify which of the protocols was/were causing the video transmission issue.
H.239 (content-sharing) and H.264 / H.263 (transmission protocol for audio-video transmission)
were disabled sequentially. We did achieve complete connectivity using the much older H.261
protocol, but the video-quality was sub-optimal.

To eliminate yet another potential cause, both Walter Reed and HUP upgraded their Tandberg
1700 MXPs and RMX2000 MCU to the latest software version (respectively 8.2 and 2.0).
Subsequent tests showed that the upgrade had no meaningful impact on connectivity (i.e., the
majority of calls still failed to produce incoming video for HUP). Further testing, this time
involving engineers from the USAMITC bridge, offered a possible cause. According to the
release notes for the CODIAN gateway 2.0, bug ID 2867 could explain our inability to have full
connectivity. During this latest series of tests, logs were again captured and subsequently sent
to the Tandberg development team (escalated to Tier 3 at Polycom as well). The ‘bug ID 2867
entry is being inserted here for reference.

A subsequent update from Tandberg indicated the development team was able to replicate the
issue in its own lab, and was now working with Polycom to address the problem.

With the merger of WRAMC and NNMC, the Tandberg 1700 MXP units transferred to the Walter
Reed National Military Medical Center (WRNMMC) were initially not supported by the
Information Technology Department (ITD), following guidance by the Joint Task Force (JTF)
Chief Information Officer (CIO). At hand was the issue of the units not being owned by
WRNMMC but by the Henry M. Jackson Foundation for the Advancement of Military Medicine
(HJF). This lack of support prevented us from maintaining the units and assisting with
troubleshooting.
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The Program made the case that these units were purchased and deployed as part of a
comprehensive remote proton radiotherapy treatment planning solution and that the design,
testing and deployment of this system is one of the deliverables of our $43 million, seven-year
on-going, research effort linking the Radiation Oncology departments of the University of
Pennsylvania and the Walter Reed Army Medical Center (now the Walter Reed National Military
Medical Center). The Program further articulated that this solution relied on our physicians'
ability to conduct ad-hoc
videoconference calls with their counterpart(s) at HUP, should problems occur during the
planning of treatments and/or during the setup of patients (i.e. minutes before radiation
treatment is to be delivered). While these units were indeed owned by the HJF, we argued they
were purchased via a DoD research grant to fulfill a patient-care objective at this MTF. In
addition, the units were certified by the Joint Interoperability Test Command (JITC), patched to
the latest version, and under a maintenance contract until DEC 2013.

During the following months, the JTF CIO instructed his team to look into the matter. Following
numerous exchanges, an agreement was reached to support these units. Realizing this
telemedicine solution is integral to the care of cancer patients receiving proton radiotherapy, the
ITD agreed to troubleshoot connectivity issues as they arose, to include gatekeeper/gateway
registration with USAMITC.

During the course of the summer of 2012, our ability to connect was hindered Walter Reed
Bethesda experienced a faulty network card, preventing ISDN calls from the outside (using the
210.250.xxxx prefix). This particular issue was eventually addressed and we now have the
ability to once again conduct audio-video teleconferences with outside institutions.

Robust connectivity with the University of Pennsylvania’s Radiation Oncology Department was

finally resolved in the Q1 of 2013, following an upgrade of HUP’s VTC system (to include a
dedicated ISDN line).

Neutron and Microdosimetry of the Proton beam

Introduction

One goal of phase IV was to develop and implement radiation dose measurement devices to
characterize the secondary radiation produced by proton interactions in the patient and in the
beam modification devices that are used to deliver a therapeutically accurate and useful proton
beam. The secondary radiation outside of the treatment volume of a proton field consists
primarily of gamma and neutron radiation. Gamma ray and neutron radiation is known to have
different biological effects relative to Cobalt-60 or x-ray radiation (RBE). The effects of proton
induced gamma ray radiation on biological tissue are not strongly sensitive to the energy
spectrum and have a RBE very nearly equal to 1 since the quality of this radiation is equivalent
to the Cobalt-60 and x-ray baseline radiation. However, the RBE of neutron radiation depends
strongly on the energy spectrum and patterns of microscopic energy deposition. Physical
characterization of the neutron field is vital to understanding the role this radiation can have in
adverse biological effects and this relies on measurements of absolute dose deposition and
microdosimetric measurements of the spatial and temporal patterns of dose deposition in
volumes approaching the micron (ie. 10° m) dimensions relevant to biological cells.

1 Microdosimetry
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1.1 Microdosimetry Detector

We have constructed a tissue-equivalent proportional counter (P. Kliauga 1995) to be used for
measurements of the lineal energy spectra of neutrons in the proton Bragg peak and
surrounding volumes. The detector is a miniature tissue-equivalent proportional counter
(TEPC) and is based on a design (Burmeister 1999) with an active counting volume consisting
of a 2.5 mm right cylinder with volume 12.27 mm?®. A diagram depicting a cross sectional side
view of the cylindrically symmetric detector is shown in Figs. 1 and 2. The detector consists of a
thin-shelled aluminum capsule about 40 mm long and 9 mm in diameter attached to a long
aluminum stem. A 10 um diameter wire forms the anode of the proportional counter inside the
thin aluminum shell. The cathode is constructed of A-150 tissue equivalent plastic. The anode
wire runs through glass capillary tubing that is inserted into stainless steel field tubes that define
a uniform electric field within the detector’'s 2.5 mm right circular cylindrical active area, Fig 3. A
propane based tissue-equivalent (TE) gas (ICRU 1983) fills the active counting volume at a
pressure determined by the desired simulation diameter X according to the equation, Xpissue =
Dpgas- Where D is the detector active volume diameter and piissue, Pgas are tissue and TE gas
densities.
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Figure 3. Completed TEPC shown with the aluminum shell removed.

1.2 Data Acquisition Electronics

The TEPC is a proportional counter that responds to a charged patrticle passing through its
sensitive volume by producing an analog current pulse with charge integral which is proportional
to the energy deposited in the sensitive volume. The pulse is amplified in a charge sensitive
pre-amplifier and processed with an analog pulse shaping circuit. The resulting voltage pulse
(Fig. 4) has amplitude proportional to the ionization in the detector and the pulse is shaped to
minimize pile-up. The amplified and shaped pulses are digitized using a high-speed sampling
ADC (National Instruments Model PXI-5105) residing in a PXI chassis which is connected to the
PCI bus of a dual core notebook computer, Figs. 5 and 6. The digitizer card samples up to 8
channels simultaneously at a rate of 60MS/s. The graphical programming environment
LabVIEW (National Instruments Corporation) is used to control the digitizer card and develop
the data acquisition software. This software controls the digitization of analog pulses in the
digitizer card, acquires the digitized pulses to disk, and extracts the amplitude from the digitized
pulse. The amplitudes are calibrated in software and are displayed in a histogram to depict a
lineal energy spectrum.

Figure 4. Representative voltage pulse after digitization.
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HV Supply

Figure 5. Diagram depicting the detector operation and pulse processing
electronics.

Figure 6. Electronics rack housing the pulse processing and
analysis electronics.

1.3 Data Acquisition and Analysis Software

The LabVIEW programming environment automatically parallelizes code and this feature was
used to increase the throughput of the data acquisition system. A producer/ consumer
architecture running in parallel is used to acquire and process analog pulse data. Data
acquisition is performed in a producer loop running on one processor core, which places the
digitized waveform in a buffer. The buffer is emptied by a consumer loop running in parallel on
the second processor core writing the waveform to disk. This parallel software architecture has
allowed us to attain maximum continuous pulse acquisition rates of up to 26 kHz. The
limitations of the TEPC, digitizer board and PCI bus are considerably higher, around 100kHz, so
an optimization of the acquisition routine has the potential to substantially improve the count
rate capability of this system. The acquisition software records the digitized detector signal to a
file written in binary format and simultaneously extracts pulse height and timing information.
Pulse height histograms can be displayed in a separate LabVIEW program while data is being
acquired. Alternatively, the recorded binary files can be read in and pulse height histograms
and timing information are extracted and displayed using Matlab (The MathWorks, Inc.) scripts.
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Figure 9. LabVIEW block diagram of the data acquisition software.

1.4 Charged Patrticle Veto

When a neutron interacts within the TEPC active volume the dominant physics process is
primarily elastic scattering with protons in the tissue equivalent gas or plastic (Knoll 2000).
These collisions can transfer up to the total kinetic energy of the neutron to a secondary proton.
This secondary proton can then ionize the gas in the detector volume. Consequently, the
response of the detector to proton radiation is indistinguishable from neutron radiation. This
ambiguity can be resolved by using a proton veto detector in conjunction with the TEPC. The
general concept is to surround the TEPC with another detector or array of detectors that are
relatively insensitive to neutron radiation compared to its response to proton radiation. A proton
detected in the veto detector in timing coincidence with a signal originating from the TEPC can
then be discarded, Figs 9 and 10. The result is the ability to separate the portion of the lineal
energy spectrum due to primary protons from the part due to protons secondary to neutrons.
Two 300um thick fully-depleted transmission-type silicon surface-barrier detectors will be used
as veto detectors in conjunction with the TEPC.
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Figure 9. Diagram depicting a primary proton event incident on
the TEPC and silicon surface barrier veto detectors.

Figure 10. Diagram depicting a secondary proton due to a
neutron interaction in the TEPC and silicon surface barrier veto
detectors.

1.5 Microdosimetry measurements

The TEPC was filled with a low pressure propane based tissue equivalent gas mixture to
simulate a 2 uym tissue volume. A proton beam with field size 10 cm x 10 cm, range of 25 cm,
and modulation 10 cm was prepared and delivered into a stack of solid water plastic slabs
totaling 30 cm in thickness. The TEPC was placed between the solid water plastic slabs at
depths of 22 cm, 24 cm, and 25 cm. Spectra were acquired at these positions using the
LabVIEW based data acquisition and analysis system that was developed in previous quarters.
The pulse signal produced by the TEPC, operated with an electrical bias of 800V, was amplified
in a Canberra model 2006PC pre-amplifier connected directly to the TEPC in the proton gantry
room. This amplified signal was then run via coaxial cable to an electronic rack containing two
NIM bins containing pulse processing modules, an oscilloscope for troubleshooting and system
analysis, and a PXI crate containing the waveform digitizer and generator modules. The pre-
amplified signal from the TEPC was split into 3 channels and each was amplified and shaped to
suppress the exponential decay tail. The three channels were amplified with successively larger
gains and the outputs were digitized in a LabVIEW controlled waveform digitizer. The LabVIEW
data acquisition system uses a single trigger for all 3 inputs, so the waveform digitizer was
triggered by the summed output of 3 Ortec timing single channel analyzers connected to the
bipolar outputs of the shaping amplifiers. This triggering system ensures the system is still
triggered by the lowest and highest amplitude pulses. The pulse waveforms were digitized at a
sampling rate of 10 MS/s and waveforms of 500 samples for each of the three amplification
channels and written to computer disk.
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Each spectra was acquired in a file of approximately 500k such events and the data was
analyzed using software developed in the LabVIEW language. The maximum amplitude of each
waveform was measured and histogrammed. The three spectra obtained from the amplification
channels were analyzed for overlap and combined to form a single matched spectrum covering
4 decades of dynamic range. The spectrum was rebinned using logarithmically sized bins and
the bin contents were multpiplied by their value on the x-axis. This results in a spectrum of dose
with lineal energy shown on the x-axis. The area of the spectrum between any two bins in lineal
energy divided by the total area of the spectrum is equal to the fraction of absorbed dose from
events with lineal energy between thos two bins.

This procedure was repeated for TEPC placements at solid water depths of 22 cm (Fig. 11), 24
cm (Fig. 12), and 25 cm (Fig. 13). The spectrum shown in Fig. 3 shows a distinct vertical edge
at the high lineal energy end of the spectrum. This edge is presumed to be the proton edge
which represents the maximum energy that can be deposited by a proton in a 2 um tissue
equivalent sphere, ie. 137 keV/um. Identification of this edge allowed us to calibrate all 3
spectra in lineal energy. Edges seen at higher lineal energies are likely due to heavy ions such
as alpha particles or carbon nuclei produced in nuclear reactions induced by the primary
protons. The measurement of Fig. 3 was at the distall edge of the proton SOBP, so it follows
that slower protons that have nearly stopped dominate the dose deposited in this area. As is
well known, the LET of protons increases rapidly as they slow down producing a bragg peak at
the end of their range in matter. Hence the prominance of the proton edge in Fig. 3, compared
to the spectra of Fig. 1 and 2, where the measurements are taken closer to the middle of the
SOBP with a larger fraction of low LET protons.
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Figure 11. TEPC measurement at a depth of 22 cm in solid water plastic. Amplitude along the x-
axis is calibrated to keV/um. Counts on the y-axis are arbitrarily normalized.
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Figure 12. TEPC measurement at a depth of 24 cm in solid water plastic. Amplitude along the x-
axis is calibrated to keV/um. Counts on the y-axis are arbitrarily normalized.
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Figure 13. TEPC measurement at a depth of 25 cm in solid water plastic. Amplitude along the x-
axis is calibrated to keV/um. Counts on the y-axis are arbitrarily normalized. Calibration of this
spectrum and those in Fig. 1 and 2, was obtained by identifying the vertical edge (calibrated to
137 keV/um) as the proton edge.

2. Neutron Dosimetry

We have designed and built large volume ionization chambers for use with the dual-ionization
chamber method (ICRU, 1977). This is a method used in gamma-neutron mixed field dosimetry
where two dosimeters with different sensitivities to the two types of radiation are used to
evaluate the separate absorbed doses. We have implemented this method to measure neutron
dose contamination due to the proton beam incident on the patient and the beam modifying
devices such as the Tungsten MLC. Previous measurements were done with commercially
available chambers having a volume of 1cc. The small signal and relatively large leakage
current present in these detectors made this measurement problematic. For this reason we
decided to build a large volume Magnesium walled chamber and another chamber identical in
every way aside from having a wall constructed of TE plastic. The chamber constructed with TE
materials exhibits a stronger response to neutron dose compared to the chamber constructed of
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Magnesium. We chose a volume of approximately 10cc for our chamber design, which
increases the measured signal substantially and decreases the detector contribution to the
leakage current by increasing the insulator thickness. The design follows a standard Farmer
chamber design with a guard ring, Fig. 14 and Fig. 15. The chambers were also equipped with
gas flow inlets and outlets and a methane based TE gas was maintained with a constant flow
through the TE chamber while Argon gas flowed through the Magnesium chamber.

As the secondary neutron field produced by the proton beam is predicted to be low (several
mGy per Gy delivered), we have constructed our own chambers with considerably larger
volumes than the commercially available chambers used in the literature. To accurately
determine the neutron and gamma sensitivity of our custom chambers we developed Geant4
(Agostinelli et. al., 2003) Monte Carlo (MC) simulations which use MC generated neutron
spectra data. The MC simulation accurately models the chamber geometry and uses the
available neutron interaction cross section data to calculate energy deposition in the active
volume of the chambers. By changing the material composition of the chambers in the
simulation to match the composition of the chambers we have built, we can determine the
relative sensitivity of the chambers in the field produced by the proton beam. Details of the
implementation and measurements performed in the proton beam can be found in Diffenderfer
et. al., 2011.

Figure 14. 10cc ionization chamber design. Dimension shown in millimeters.

Figure 15. A 10CC Magnesium walled ionization chamber (top) and tissue equivalent plastic
walled ionization chamber (bottom).

Cone Beam Computed Tomography (CBCT)

INTRODUCTION:

The development of an on board cone beam computed tomography (CBCT) system for image
guidance in proton therapy is a joint project between IBA proton therapy and the University of
Pennsylvania. The availability to visualize soft tissue and 3D anatomy to set up patients in
treatment position offers distinct advantages over conventional orthogonal kV X-ray imaging.
While kV image guidance uses the bony anatomy or implanted fiducials as surrogates for
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localization, CBCT enables more precise localization of the actual treatment volume and the
surrounding organs at risk. Radiation dose delivered by protons is sensitive to changes in the
proton beam path. One envisioned use of CBCT is to assess if patient anatomical changes may
potentially impact the dose distribution.
A number of technical challenges need to be overcome in order to deploy a CBCT system
mounted on a proton gantry. Due to the size and weight of the gantry, there is an angular
dependent shift in the source and detector positions relative to the imaging isocenter. If left
uncorrected, these shifts in the CBCT projection images will deteriorate the image quality and
cause significant artifacts in the image. The design and implementation of a CBCT system
includes the following:
(1) Development of analytical tools to quantify and correct X-ray source and detector tilt as a
function gantry angle
(2) Evaluation of a new X-ray source with a higher heat capacity rating suitable for CT
acquisition
(3) Evaluation of new larger area X-ray detector panel
(4) Development of CBCT image reconstruction software
(5) Development of a new imaging software suite (ImagX) for patient setup using kv/CBCT
imaging
(6) Development of proton specific applications of CBCT.

BODY:
1. Geometrical Setup of On Board Proton CBCT System

CBCT systems have been used for external beam image guided radiation therapy since
its development in 1999. It is now widely available as an on board imaging device that is
mounted on the linac gantry [Jaffray 1999]. The geometry of the X-ray source and imager on a
proton gantry differs from a linac in that the source to axis distance (SAD) is several times larger
(Figure 1). As a consequence, the X-ray tube power requirement in the proton therapy system is
about nine times greater than that in a compact linac system. This disadvantage is potentially
outweighed by the reduction in off-axis image distortion that is present in all CBCT system
owing to the smaller X-ray cone angle.
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Figure 1. Comparison of the CBCT geometries between a proton gantry and a linac gantry.
The proton gantry required a more powerful X-ray source than a linac gantry.

2. CBCT Geometrical Calibration

One of the biggest technical challenge in the development of a gantry based CBCT
system is compensation for the angular dependence in the shift in source and detector positions
relative to the imaging isocenter. If left uncorrected, these shifts in the CBCT projection images
will deteriorate the image quality and reduce image resolution in the reconstructed image. The
seven parameters that define the gantry flexmap are the two X-ray source transverse
translations, two detector transverse translations and three detector rotations (Figure 2).

Figure 2. The seven geometrical parameters as a function of gantry
angle that are needed to compensate for X-ray source and detector
shifts.
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A calibration technique was developed and used to measure the geometrical parameters
in treatment room 4 of the University of Pennsylvania Roberts Proton Center in 2012. The
cylindrical calibration phantom consists of 37 precision mounted metal markers (Figure 3). By
acquiring projections of the phantom at every 20 degrees, the seven geometrical parameters
can be estimated by performing a least squares fit to minimize the difference in the relative
positions between the measured and expected position of the 37 markers. The results
presented in Figure 4 shows that the X-ray tube displacement exhibits a sinusoidal variation as
a function of gantry angle. Further analysis reveals that the three most sensitive parameters that
impact the image quality are the detector translations and rotation around the axis defined by
the source to imager.

Figure 3. Geometrical calibration phantom with 37 metal spheres that is
used to determine the flexmap.

The results of this calibration measurement were presented as a poster at the PTOG 2012
annual meeting in Seoul, South Korea. Further calibration measurements will be made to
qguantify the reproducibility of these deformations.

Figure 4. Measurement results of the X-ray tube and detector flex as a function of
gantry angle.
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3. Hardware Selection and Testing using a Bench Top CBCT System

Prior to CBCT installation on the proton gantry at the University of Pennsylvania Proton Therapy
Center, the performance of the selected CBCT hardware were evaluated on a benchtop system
at IBA. Using an identical geometrical setup as the proton gantry (Figure 5), CBCT projection
images were acquired on a phantom placed on a rotating turnable. This benchtop system
allowed IBA to evalute the X-ray source and imaging panel, tweak the image reconstruction
software and optimize the image quality. The integration of the gantry control system with the
new imaging software was successfully tested on the benchtop system. In addition, the
benchtop CBCT system was able to achieve phantom CBCT images that were of comparable
quality to linac based CBCT systems. Penn is working closely with IBA to use these benchtop
CBCT images as benchmarks to define image quality metrics in the acceptance procedure of
the first gantry CBCT system upon installation.

Figure 5. Benchtop CBCT system used to evaluate system components, integration and
development of image reconstruction software.

As the CBCT system is a modification of existing components on the proton therapy imaging
system, two major hardware changes were required. The first is the replacement of the X-ray
tube and generator from one that could handle 445W to a more powerful tube that can handle
3200W. The other change is the replacment of the flat panel imager to a larger unit in order to
increase the field of view (FOV). With these replacements a 34 cm (axial) and 35 cm
(longitudinal) FOV CBCT system is expected. Additional increase in FOV will require the couch
to be offset laterally and is planned for future development for this project.

4. Image Reconstruction, Scatter Correction and Software Development
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The FDK method [Feldkamp 1984] for CBCT reconstruction was implemented and tested on
the test workbench. This algorithm is commonly used in many CBCT systems as it is fast and
can be implemented on high end graphical processor units using CUDA parallel computing
platform. In addition a simple scatter correction technique [Boellaard 1997] based on a model to
estimate the fraction of scatter within each projection image was implemented with satisfactory
results. Figure 6 shows two axial slice of the Catphan image resolution phantom used to
evaluate image resolution and CT number accuracy from he benchtop CBCT system. These
images serve as a benchmark for image quality obtainable on the gantry mounted CBCT
system. Other advanced image scatter correction techniques are currently being evaluated and
tested on the image software platform.

Figure 6. Benchtop CBCT images of a phantom used to evaluate the resolution (left) and
Hounsfield number accuracy (right). These images are used to evaluate the image
reconstruction software and serve as benchmarks for our gantry CBCT system.

5. Novel Clinical Applications of CBCT in Proton Therapy,

One important potential tool for the quality assurance of proton beam delivery is the ability to
detect variations in proton beam path prior to treatment. Proton dose distributions are
particularly sensitive to patient weight loss, tumor shrinkage and setup variations. CBCT from
treatment setup may be used to estimate proton beam path through the conversion of CT
Hounsfield Units (HUs) to proton stopping power. However, due to the large photon scatter in
the CBCT geometry, the HU values from a CBCT varies slightly from diagnostic quality
simulation CT, thereby introducing additional uncertainties in the conversion from HUs to proton
stopping power. We tested and evaluated the Advanced Normalization Tools (ANTS)
deformable image registration tool to map simulation CT HUs onto a treatment CBCT (Figure 7)
for range verification or dose re-calculation during proton therapy treatment. The intensity
corrected image may then be used to detect any local change in water equivalent thickness
(WET) in the proton beam path.
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Figure 7. Correction of CBCT image intensity using the ANTS deformable image
registration software. The planning CT was deformed onto the CBCT.

Figure 8. Detection of proton range differences between CBCT and planning CT
images. The polar plot measures the water equivalent thickness of the proton
beam path from the patient surface to image center.

In Figure 8, a patient with anatomical change (deformation in nasal cavity highlighted in circle)
shows a deviation in the polar WET plot at 15 degrees between the planning CT (green) and the
corrected CBCT (blue) at the time of treatment. Without the correction of the image intensity
(red curve), the systematic error between the intensity levels of the CBCT and planning CT is
larger than the WET change due to anatomical variation. Our results indicate that CBCT is a
very promising tool for detecting potential dose delivery variations due to anatomical change or
setup errors. This work was recently accepted as an oral presentation at the annual 2013 AAPM
meeting.

Further development work is needed in this application of CBCT and we hope to be able to
integrate this feature into the IBA CBCT system that the University of Pennsylvania is
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developing jointly with IBA. During the last quarte of 2013r, the team at the University of
Pennsylvania continued work on the development of proton therapy specific applications of on-
line CBCT. CBCT has the potential to be used to validate and identify changes in patient
anatomy that impacts proton dose distribution. Specifically, the algorithm used to correct the
CBCT Hounsfield number is being validated so that CBCT image guidance can also be used to
evaluate proton dose delivery in the treatment position. This validation process uses daily CBCT
acquired for head and neck photon radiotherapy on the linac to simulate anatomical change
during proton therapy. We envision clinical applications of CBCT to extend beyond conventional
verification of treatment postion as is currently used in photon beam radiotherapy. We are
presently developing tools to visualize changes in proton range based on comparision between
the plannning CT and the acquired treatment CBCT so that therapists can alert physicians or
physicists that treatment is not optimal and replanning may be required. We hope that this
developmental tools will be integrated into the IBA CBCT system that the University of
Pennsylvania is developing jointly with IBA.

Development of the Calypso System for use in proton therapy

Body

1.1 Installation of the Calypso System in Proton Room 4

The Calypso System is a system of implantable radio-transponders that can be used for patient
localization and real-time tumor tracking. A Calypso System was obtained from Calypso Medical
and installed in Proton Room 4 at Roberts. Calypso Medical has since been acquired and the
System is now marketed by Varian Medical Systems.

The Calypso System was designed and approved by the FDA for clinical use during photon
radiotherapy treatment. The installation at Roberts represents a first attempt to develop the
system for use in proton therapy. During 2010-2011, tests were performed in the treatment
room with proton beams to validate the performance of the system in the proton environment.
See Figures 1 and 2. Some failures were observed and subsequent design modifications were
performed by the Calypso Medical engineering team.
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Figure 1. Schematic of the setup for Calypso System testing in Proton Room 4 in
Roberts. The Camera Power Supply and Ethernet Switch electronics (“HUB”) were
moved from the initial position in the room back into the maze due to radiation
susceptibility as part of the solution to reduce the system upset rate.
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Figure 2. Test setup in Proton Room 4. The Calypso Beacons are located in the
cylindrical test phantom, which can be registered into holes in the test platen. The platen
is placed on top of a 16 cm wood box to move the Beacons away from the conductive
table top. A larger wooden platform was constructed for the patient localization tests
described in Section 1.3.

Here is a summary of the conclusions from tests performed by Calypso Medical:

All localization accuracy tests passed their predefined acceptance criteria. The Calypso
System accurately localizes LT and LO patients in the IBA proton therapy vault at the
University of Pennsylvania.

The carbon fiber table top will need to be replaced with a non-conductive version for
clinical use of the Calypso System.

System Design modifications were effective in reducing the upset rate from an estimated
15 upsets per month to <= 1 upset per month. The upset rate objective of <=1 upset per
month was met. See Figure 3.

The hard failure of the console’s power supply has been effectively addressed by the
power FET switch replacement.

Camera Location and Mounting: No issues were identified with camera location or
mounting in either the gantry or fixed-beam rooms.

Console Placement in Fixed-Beam Room: No issues were identified with console
placement in the fixed-beam room.

MLC Susceptibility: No issues with MLC susceptibility to the Calypso excitation were
identified (lateral beams)
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Interference from Proton Beam Scanning Magnets: No issues with scanning magnet
operation interfering with Calypso operation were identified.

Interference from MLC: MLC can be operated up to ~33 cm from isocenter with
acceptable effect on Calypso operation (lateral treatments). Operation closer to
isocenter may be possible with additional Calypso development.

Activation of Transponders: No issues associated with activation of the Calypso
transponders in a patient were identified.

Carbon Fiber Table Extension: The carbon fiber table extension for the Schaer PPS is
not compatible with the Calypso System.

Calypso System Radiation Tolerance (Single Event Effects): The rate of single event
upsets for the Calypso System operating with double scattering mode was unacceptably
high. These upsets can result in both temporary disruption of Calypso operation during
patient treatment (requiring reboot) and can result in hard failure of Calypso System.
Calypso Console Placement in the Gantry Room: Lateral translation of the patient table
during initial patient setup is not possible with the current production Calypso System, as
the back wheels of the console would be on the conveyor belt, while the front wheels are
off the conveyor belt.
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Figure 3. Example of a Radiation Susceptibility test. A front-end FPGA in the Calypso
console was reconfigured to detect memory errors resulting from irradiation of the
electronics by secondary scatter irradiation. In this test a memory error was detected
after about 6 minutes of beam on. The FPGA identified the error, self-corrected, and
recovered, although the recovery took 1 minute.

Here is a summary of the design modifications made by Calypso Medical for operation in the
proton environment:

The standard arm has been replaced with the extended arm. The reason for this is
twofold:
0 Places electronics further away from the proton beam.
o0 Allows the console to be placed inferior to the conveyor belt while maintaining
the ability for the array to cover the tracking volume.
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e The Advantech Console PC has been replaced with a passive touch panel display
mounted on the mast and a separate single board computer equipped with ECC RAM.
The single board computer has been placed in the console chassis, further from the
radiation source. The cable assembly routed through the arm was modified to provide all
signals required by the single board computer. Power for the passive touch panel display
and the console PC was derived from the power supply assembly in the console
chassis.

e The ST Microelectronics power MOS FET's in the power supply have been replaced with
Fairchild parts

e The Ethernet switch located in the power supply assembly has been replaced with the
‘Y’ adaptor scheme.

e System software has been modified to allow continued tracking upon a loss of
communication with the console PC.

e The OEM camera power supply and Ethernet switch has been installed in the vault
maze, distant from the radiation source (see Figure 1).

e Field Programmable Gate Arrays (FPGAS) capable of configuration corruption detection
and fast reconfiguration have been designed in to the console electronics.

e The treatment rooms at University of Pennsylvania are equipped with the 6 degree-of-
freedom Schaer patient positioning system. This table incorporates a carbon-fiber insert
(couch top) manufactured by Q-Fix. The Calypso System is not compatible with carbon-
fiber inserts due to their electrical conductivity. Development of a Calypso-compatible
couchtop for the Penn proton treatment rooms using Q-Fix technology is being
discussed with Q-Fix.

1.2 Investigation of dose perturbations by the Calypso Beacon electromagnetic
transponders

Though they are small, fiducial markers and transponders contain materials that are denser and
have higher atomic number than patient tissues, and the result is a shadow region downstream
of the transponder where the actual delivered dose is lower than what it would be were the
implant not present. Dose shadows in excess of 20% have been demonstrated downstream of
gold markers in megavoltage photon beams (Chow et al 2005,Chow et al 2006}. Perturbations
of similar magnitude were observed in the vicinity of nickel-titanium urethra stents (Gez et al
1997). Carbon fiber markers are lower-Z and were found to perturb photon dose by only about a
percent (Vassiliev_2012). In the case of proton therapy, studies have explored the dose
perturbations from gold, titanium, and stainless steel fiducials, of various sizes and differing
placement and orientation with respect to the proton beam (Newhauser et al 2007b, Matsuura et
al 202)}. Another study examined the dose shadow produced by tantalum markers used in the
treatment of uveal melanoma (Newhauser et al 2007c¢). Effects on dose were investigated for
helical gold markers (Giebeler et al 2009), for novel fiducials composed of microscopic gold
particles embedded in polymer (Lim et al 2009), and for a nickel-titanium stent (Herrmann et al
2010). Lower-Z alternatives such as carbon-coated ceramics, stainless steel, tungsten,
platinum, and a polymer tube can have lower dose perturbations, but must be balanced against
radiographic visibility (Cheung et al 2010, Huang et al 2011).

Electromagnetic transponders have dimensions similar to some of the implanted fiducials, and
their constituent materials include soft ferrite, copper, and ceramics. The geometric
arrangement of the materials is unique and may perturb dose differently than fiducials. The
purpose of this study is to investigate the magnitude of the dose perturbations caused by the
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presence of implanted electromagnetic transponders as part of an assessment of the feasibility
of using electromagnetic transponders for proton therapy. The approach taken was to develop
an accurate Monte Carlo model of the Calypso Beacon electromagnetic transponders, to
validate the Monte Carlo simulations using measurements from some selected proton irradiation
cases, and then to use the simulations to explore the effect of the transponders at different
positions and orientations with respect to the proton beam.

Our investigations resulted in a publication in Physics in Medicine and Biology (Dolney et al
2013). That paper is included below in the appendix materials. The follow description of that
work includes additional details not included in the paper in the interest of brevity.

A model of the Calypso transponder was implemented in Geant4 for Monte Carlo simulations.
In Figure 4 is shown a photograph of a Calypso transponder. The transponder is an
electromagnetic resonator: there is a wire coil wound around a soft ferrite core and connected to
a capacitor. This resonator assembly is potted inside a glass vial with silicone adhesive and
sealed with a laser. Calypso Medical provide detailed specifications regarding the dimensions
and mass of each of the elements of the transponder. Unfortunately some of the materials were
not completely specified because they are either not fully known or their compositions are IP.
For example, the glass used for the vial is a patented formulation manufactured by the Schott
Corporation known as Schott Glass 8625. It is a biocompatible soda-lime glass to which iron
has been added. The iron makes the glass absorb infrared so that it can be sealed with a laser.
The fraction of iron in this glass could not be found in the literature.

Figure 4. Photograph of a Calypso Transponder (left) and a wire-frame rendering of
the Transponder as implemented in Geant4 simulation. The total length is 8.5 mm.

Because of the uncertainties involved, we validated our Monte Carlo simulations using data
collected with sheets of Gafchromic EBT2 film placed at various depths downstream of
transponders mounted in a stack of solid water slabs. Our machine shop fabricated a holder for
three transponders from acrylic. The holder is shown in Figure 5. The three seeds are held in
different orientations with respect to the beam: parallel, perpendicular, and 45 degree angle.
The acrylic holder fits into a slab of solid water that had been previously milled out for a
Capintec PS-033 chamber. We irradiated the solid water phantom with a uniform, double-
scattered, R22M10, 13x13 square field. We scanned the films with an Epson 10000XL flat-bed
scanner and applied our calibration curve for EBT2 OD-to-dose (see Figure 6). Using the
OmniPro-ImRT software, we extracted the dose downstream of the Calypso seeds at the
various depths and also in unperturbed regions of the film (see Figure 7). In this way we
measure the dose perturbation downstream of Calypso transponders. We compared our
measurements with simulation.
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Figure 5. Holder constructed for Calypso seed. The holder is acrylic and fits inside
the piece of solid water (yellow). Three seeds are fit into holder in different
orientations.
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Figure 6. Post-irradiation Gafchromic EBT2 films that were downstream of the
Calypso transponders. The acrylic has a larger proton stopping power than the
surrounding solid water, so that the shape of the acrylic holder can be seen in the
deeper pieces of film (bottom row). Small dose shadows behind the transponders
can also be identified, though in the picture they are difficult to see in most of the

film pieces.
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Figure 7. Film analysis using the OmniPro-ImRT software. The film was scanned
with an Epson 10000XL flat-bed scanner. The image in the left pane is the film
optical density converted to dose via our calibration curve for protons. The
rectangle in the film is the shadow from the acrylic holder. Three dose shadows
(yellow) from the Calypso seeds can be seen in the rectangle. We measure dose
levels within these shadows relative to the surrounding medium.

The simulations use the IBA Universal Nozzle and MLC code implemented previously for Phase
| studies by Chris Ainsley coupled with the voxelized phantom classed for scoring dose in 3D
grids implemented by Derek Dolney for Phase II. For Phase Il the voxelized phantoms were
constructed from patient CT datasets. That code was modified slightly for this project to
generate a phantom of uniform solid water, with the material specified by the vendor (Gammex).
The voxelized phantom classes derive from G4PhantomParameterisation. It was previously not
possible to place daughter geometries inside a G4PhantomParameterisation geometry. That is,
Calypso seeds could not be placed inside a voxelized phantom. Given this limitation, the
simulation geometry implemented for this work consisted of Calypso transponders inside a solid
phantom of solid water material, with a voxelized cube of solid water placed downstream of the
seeds only. This is acceptable for this phase of research, since we are comparing dose
shadows from simulation with measurements taken in a solid water phantom. However, it would
be useful to be able to calculate the effect on the dose distribution in real patients that have had
Calypso transponders implanted. The simulation code at UPenn is well-developed at this point,
and it would be a reasonable extension requiring a modest effort to implement this capability,
assuming the new mechanism in Geant 4.9.5 performs as promised. That implementation could
even be validated using the already collected solid-water phantom data just described. We can
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consider validation measurements in a heterogeneous phantom beyond the scope of this
Calypso phase, though that should be done to establish the validity of the patient simulation
code, and we are discussing how best to approach that.

Most of the mass of a transponder comes from the coil. The coil is comprised of thin copper wire
wound around a soft ferrite core. We initially attempted to implement a much-simplified version
of the geometry as an iron cylinder placed within a larger copper cylinder, with the dimensions
of each matching the vendor specifications. As shown in Figure 8, this implementation gave
poor agreement (not better than 20%) with the film measurements and we were forced to refine
the implementation.
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Figure 8. Proton dose shadow downstream of Calypso seeds: comparison
between data measured with Gafchromic EBT2 film (points with errors) and
Geant4 Monte Carlo simulations (lines) using a simplified implementation of the
Calypso seed geometry comprised of an iron cylinder representing the ferrite core
surrounded by a copper cylinder representing the coil. Agreement is not better
than 20% using this geometry.

We completed a more thorough implementation of the Calypso transponder geometry in
Geant4. We have included every detail of the Calypso transponders save for the silver-
palladium connections on the capacitors and the thin (25 um) parylene coating that covers the
resonator assembly. Some other assumptions and simplifications were necessary. We chose to
use Pyrex with 5% Fe,03. The density is specified to be 2.52 g/cm3. Given the dimensions of
the glass vial, the shape of the vial endcaps were adjusted to achieve the total vial mass
specified by Calypso. A coil of wire would be very difficult to implement in Geant4. The coil was
implemented as a cylinder. The density of the coll itself is 6.15 g/cc, which is quite a bit less
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than pure copper which is 8.96 g/cc. The wire used for the winding has a thin polyurethane
insulation layer that is further covered by a polyvinylbutyral bond layer. Calypso says the copper
is 39 um diameter and the total wire is 45 um, but this does not specify. There is a NEMA spec,
MW 131, with these dimensions. One product meeting NEMA MW 131 is Butylbond AB15.
These products appear to have equal thickness insulation and bond layers. Therefore we use
1.5 um thick insulation and 1.5 um bond layer. We have to use a generic molecular formula for
polyurethane. There must also be some air between the wires in the winding, and so the copper
core, insulation, and bond layer physical dimensions were used to fix the relative amounts of
those elements, and derived that the coil must be about 12% air by volume, which is about
equal to the volume of either the insulation or bond layer. This volume fraction is down-weighted
by about 107 from the density of air, and can basically be ignored. The soft ferrite core is
specified as Ferroxcube 3C91. Soft ferrites are iron oxides with some manganese and zinc
added. The exact amount of these elements is probably secret. We assume a 1:1 Mn:Zn ratio.
For the capacitors we assume the material is uniform titanium dioxide and do not include the
silver-palladium terminals. There is some silicone adhesive in the glass vial to fix the resonator
assembly. We fill the vial about halfway with polydimethylsiloxane, adjusting the amount to
make the total mass of the transponder agree with measurement. We summarize these material
choices in Table 1, and compare the mass of the components as implemented in our simulation
with their actual physical masses in Table 2. In spite of our assumptions about the materials and
some dimensions, the agreement with the measured data is much better, as shown in Figure 9.
Agreement between the film and simulations is to within 3%. A large part of this error is probably
systematic, as this is about the level of agreement between the measured and simulated SOBP,
as can be seen from Figure 9. This could be improved by fitting per-room BCMs.

Table 1. Composition specification of the Calypso transponder and the materials
used in the Geant4 implementation of the transponder geometry. Percentages are
mass relative.

Vendor Specified Material Simulation Material
Core Ferroxcube 3C91 MnZnFe,Og
Coil Cu 96% Cu
+ polyurethane + 2% C1704H16N>
+ polyvinylbutyral + 2% G4 _POLYVINYL_BUTYRAL
Capacitors Novacap NPO TiO,
Adhesive Silicone Polydimethylsiloxane
Vial Schott Glass 8625 95% G4_Pyrex_Glass + 5% Fe,03

Table 2. Account of the mass of a Calypso transponder. The actual mass of the
transponder parts is compared with the mass of the geometry elements as
implemented in Geant4.

Actual Mass (mg) Simulation Mass (mg)
Core 2.9 29
Coll 36.0 36.0
Capacitors 1.3x2 11x2
Adhesive not specified 0.8
Vial 20.0 20.0
TOTAL 61.8 61.8
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Figure 9. Proton dose shadow downstream of Calypso seeds: comparison
between data measured with Gafchromic EBT2 film (points with errors) and
Geant4 Monte Carlo simulations (lines) using a thorough implementation of the
Calypso seed geometry including all elements in Table 4-1. The double lines for
the simulation curves are meant to indicate the error bars, the upper line being the
mean plus 10 and the lower the mean minus 100. Agreement is within 3%.

We also measured data for Calypso seeds at 13 cm depth using the same R22M10 field. The
simulations of that scenario also agree well with the measurements (see paper). A challenge for
this phase of the project was the number of protons that must be simulated to get accurate
doses in the small voxels downstream of the transponders. The transponders diameter is only
1.8 mm. We are using 1/3 mm voxels transverse to get good spatial resolution, comparable to
the film digitization resolution (75 dpi). We generated 2 x 10'° primary protons to produce Figure
9. We used 64 cpus and the entire simulation still took 3 weeks.

The long computation time for the Calypso transponder simulations was reduced by
implementing the capability to store the proton beam phase-space to a file. To solve this
problem, Derek made use of open-source code from two sources: the International Atomic
Energy Agency (IAEA) phsp read/write routines available from http://www-
nds.iaea.org/phsp/phsp.htmlix , and the Geant4 interface to use these routines
G4IAEAphspinterface_v1.1 available from http://www-nds.iaea.org/phsp/Geant4/. A few bugs
were found and fixed in both codes. Commands were added to our macro file interface for
double-scattering simulations to allow the phase-space to be saved during a simulation, and to
allow a simulation to use a previously stored phase-space file. In addition, the IAEA phsp
routines support so-called phase-space “recycling”, meaning the particles in the phase space
file are generated and tracked more than once. This can reduce the statistical noise to an

70



extent, to the limit that is called the latent variance of the phase space file. It was found that a
recycling value of 2, meaning each patrticle in the phase space file is generated three times,
gives a good balance between statistical noise and simulation time. More particle recycling does
not lower the noise much. More primaries would have to be generated during the first phase-
space generation step to achieve higher statistics. Without using a phase-space file, the
Calypso simulations took 3 weeks using 64 cpus for each depth to have reasonably low
statistical noise, given the small voxels in which we are scoring dose behind the Calypso
implants. Now, by storing the phase-space to a file, an initial run of about a week (using 64
cpus) is required to generate the phase space upstream of the water phantom containing the
Calypso seeds, but then this phase space can be used for any Calypso depth, with each depth
requiring only 4 days (on 64 cpus) simulation time.

The dose was measured with film downstream of Calypso seeds placed at depths 12 cm and 21
cm in solid water in an R22M10 spread-out Bragg peak (SOBP). The 21 cm data was compared
with simulation results in the last report. The 12 cm simulations have finished and that
comparison is presented in Figure 10. Like the 21 cm case, the agreement between
measurement and simulation at 12 cm is also very good.
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Figure 10. Comparison of dose shadow downstream of Calypso transponders in a proton
SOBP measured with film (error bars) with Monte Carlo simulation (lines). The Calypso
transponders were irradiated and simulated in three different orientations at 12 cm depth
in solid water.

Monte Carlo simulations of Calypso transponders were completed for other depths in the
R22M10 SOBP: 12, 13, 14, 15, 16, 17, 18, 19, 20, and 20.5 cm physical depths. These are
presented here for completeness.
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From these data, we extracted the maximum dose shadow for three different transponder
orientations. That data is presented in Figure 11.
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Figure 11. Maximum dose shadow downstream of Calypso transponders at different
depths in a proton SOBP and in different orientations with respect to the beam. Typical
dose shadow levels are less than 10%, arising because of increased lateral scatter in the
high-Z metals inside the transponder. However, the dose deficit can be large when seeds
are positioned near the distal falloff, in which case protons actually stop in the
transponder.

Besides the published paper, a poster version was presented at the American Radium Society
Annual Meeting (2012).

1.3 Testing the Calypso System for patient localization

We have begun testing of the Calypso system using patients previously implanted with Calypso
Beacons and treated with photons at Penn. A platform was constructed of non-conductive
material (wood) to permit testing using the existing couch tops before a non-conductive
couchtop is purchased from a vendo. It was determined that 6” of wood is necessary to
sufficiently separate the Calypso Beacons from the proton couchtop to allow the system to
localize the Beacons.

There are 16 patients enrolled in a prostate research protocol making use of endorectal ballons
and using Calypso for localization and real-time monitoring. Some of these patients have been
solicited to participate in a localization study in Proton Room 4 to compare Calypso localization
accuracy versus the orthogonal kV localization that is standard for prostate treatments at
Roberts. So far one patient agreed to participate in the study. The patient was setup in P4 with
rectal balloon and first localized using Calypso. It was found to be difficult to localize the patient
with Calypso to better than 4 mm because of the way the IBA couch jogs. To improve this, we
will use the couch “goto position” shifting for future patients. Next orthogonal kV imaging was
performed as usual, with shift coordinates obtained from the imaging system and applied to the
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couch. After the shift, the patient position was re-measured with Calypso to see the differences.
The measurements are summarized in the following table.

Stage of localization Vertical (cm) Lateral (cm) Longitudinal (cm)

First with Calypso

We could not achieve | -0.20 0.05 -0.40
0,0,0

The imaging results
(shift that was 0.407 -0.222 0.414
applied)

Calypso after the
patient was adjusted 0.25 -0.20 0.000
Based on imaging

Calypso and imaging agree for the longitudinal coordinate system. For the vertical and lateral
directions, Calypso and imaging agree to within 2 mm. One source of error can arise from
transponder migration after CT simulation, however the therapist performing the orthogonal kV
matching for this patient felt that the Beacon positions aligned well with the positions from the
patient CT dataset. It is likely that the Calypso system needs to be recalibrated to bring its origin
into agreement with the imaging system origin. The Calypso may have been commissioned to
the room lasers, which are only rough guides. We will gain a better understanding as more
patients are imaged. Any systematic error between the Calypso and imaging systems can be
corrected by re-adjustment of the Calypso origin. Drift of the Calypso origin is monitored by daily
Quality Assurance. Of interest for this study is the random error realized when localizing
patients (of different sizes, implant locations, etc) with Calypso, since represents the System
limitation to the localization accuracy.

This study is on-going and currently awaiting the agreement of patients to the additional imaging
and localization study.

Radiobiology

INTRODUCTION
The goals of this project were the following:

1. Identify and develop appropriate model systems for preclinical testing proton RBE in the Penn
proton beam facility.

2. Test and implement cell lines and methods as defined above with standard photon radiation.

3. Measure RBE for protons using the Penn proton beam facility and the dependence of this
RBE on physical beam properties and biological cell properties.
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BODY
Tasks 1 and 2:

These studies were designed to develop and test proton-compatible methods of determining
cellular radiosensitivity using human cell based model systems that were defined in year 1. In
the first quarter, the head and neck cancer cell lines SQ20b and FaDu and the immortalized
human oral fibroblasts (MSK-LEUK1) have been cultured and the clonogenic (plating efficiency)
was determined using standard initial plating (Table 1).

Table 1: Plating Efficiency (without irradiation)
SQ20b 0.65
FaDu 0.55
MSK-LEUK1 0.33

Using these plating efficiencies and 60cm dishes in a horizontal 137Cs irradiation (Figure 1), the
clonogenic survival of these cell lines was determined (Figure 2). Note that the initial plating
efficiencies have been normalized to a surviving

fraction of 1 to allow a comparison of the

relative radiation sensitivities of each cell line.

The range of radiosensitivity accounts for a

dose modification at 10% survival of

approximately 1.7 between the most and least

radiosensitive cell lines.

However, these techniques are not compatible with the fixed horizontal beam that will be used
in proton irradiation. We have therefore begun to test whether using alternative techniques
significantly alters the radiation response of these cell lines. We have employed 2 alternative
methods for this analysis. The first is using tissue culture flasks with adherent cells filled with
medium during radiation. As depicted in Fig 3, a turntable that rotates at approximately 4-5 rpm
is used to provide a relatively homogenous dose for all flasks. . We also used a modification of
this technique in which cells are trypsinized and irradiated as non-adherent cells in a sterile
glass flask equipped with a magnetic stirring piece (Fig 4)
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Using these set-ups, the radiosensitivity of wild-type fibroblast cells was analyzed. The results
of these experiments suggest that the horizontal and vertical methods give similar results, but
that there is a problem with the cell suspension method, especially at higher radiation doses

(Fig 5).

Note that the difference in the radiation dose needed to achieve 10% survival (Dyo) calculated
from the linear-quadratic approximation of the survival curves is close to unity for the horizontal
versus vertical methods. This suggests that these two methods are sufficiently robust to allow
RBE comparisons for normal fibroblasts. However, when we compared the radiosensitivity of
human A549 and SQ20b cancer cell lines using horizontal or vertical set-ups, we found
conflicting results.  For the A549 cell line, the methods showed good agreement, but the
standard deviations on the flask (horizontal) method were significantly larger than the dish
(vertical) method (Fig 6a). For the SQ20b cells, the vertical method showed a similar increase
in standard deviation, but also demonstrated a markedly different radiosensitivity profile (Fig
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6b).

To minimize need for beam time, we have designed and constructed a multi-dish irradiator box
that will allow us to measure clonogenic survival at multiple points within the Bragg Peak (Fig 7).
Note that this design allows simultaneous determination in triplicate samples for clonogenic
survival at 4 points within a SOBP.

We have tested the variability of the vertical irradiation set-up using *’Cs irradiator by
performing separate, quadruplicate clonogenic survival experiments (with each data point
representing the mean of triplicate measures of clonogenic survival within each experiment).
These experiments reveal that the inter-experimental variability of radiosensitivity profile
measured is less than the variability in intrinsic radiosensitivity for our 3 chosen head and neck
cancer cell lines (Fig 8).
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Task 3:
Using the models and techniques developed in Tasks 1-2, we investigated the implications of
the differential physical LET spectra along a SOBP and the radiosensitivity of cancer cells. (Fig

9).

Figure 9: Cells were positioned at the 2 cm and 8 cm water equivalent thickness in a 10.5 cm
range, 5 cm modulated SOBP.

We found that that, contrary to our previously stated hypothesis, these highly radioresistant cells
do not display a dramatic difference in radiosensitivity for the plateau vs mid-SOBP portions of
the proton depth dose distribution (Fig 10).
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Figure 10: Radiosensitivity of FaDu and MSK-1 cells in high and intermediate LET proton
regions. Clonogenic survival experiments were performed as described in methods and results
are presented as mean +- sd for experiments performed with a minimum of 6 replicate plates
per condition irradiated on the same day.

The radiosensitivity of SQ20b cells is primarily driven by over-activation of the EGFR-Ras-AKt
signaling pathway. To determine whether inhibition of EGFR signaling would provide differential
radiosensitization in different parts of the SOBP distribution, cells were pre-treated for 1h prior to
irradiation with the EGFR inhibitor erlotinib or vehicle (control) and irradiated using a double
scattered proton beam and a 10.5 cm range, 5 cm modulated SOBP (Fig 9). These positions
were chosen to measure the RBE in the pleateu and mid-SOPB portions of the dose distribution
and the particle fluence was adjusted for each to give final doses of 2, 4 or 8 Gy (note that this
is measured in J/kg of protons or photons, not CGE) for each depth. The percentage of
surviving cells was calculated by normalizing the percentage of cells forming colonies at a
particular radiation dose relative to the percentage of cells forming colonies without irradiation.
A linear-quadratic approximation of cell survival is presented for comparison of SQ20bcells with
or without Erlotinib from previous experiments. We found a significant differential in the
radiosensitization between low (D2) and high (D8) LET protons (Fig 11). These data suggest
that there may the contributions of EGFR radioresistance pathway signaling to cellular
radiosensitivity may be greater for higher LET radiation. Conversely, these experiments
suggest caution should be advised when combining radiosensitizing chemotherapy/targeted
therapy with proton radiation in patients.
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Figure 11: Radiosensitivity of SQ20b cells with or without the EGFR inhibitor Erlotinib in high
and low LET proton or photons. Clonogenic survival experiments were performed as described
in methods and results are presented as mean +- sd for experiments performed with a minimum
of 6 replicate plates per condition irradiated on the same day.

Positron Emission Tomography (PET) of proton beams to verify dose deposition

INTRODUCTION
The goals of this project were the following:

1. PET Detector Development: Design a PET scanner optimized for the application of verifying
the dose distribution deposited by proton therapy beams. This includes detector selection,
electronic and mechanical engineering, data acquisition, and reconstruction software.

2. Cross-section measurements: Measure positron-emitting isotope production from the primary
elements found in tissue and compare to the GEANT4 Monte Carlo simulation program.

3. Determination of elemental composition: The verification of the dose distribution cannot be
done directly because the production of isotopes is not easily related to the dose deposited.
Instead a Monte Carlo simulation program is used to calculate both dose deposited and
isotopes produced and the latter is compared to the measured value. It is critical that the
correct elemental composition be used in the simulation for this comparison to work. We are
investigating how additional imaging methods, such as dual-energy CT, can help determine
the composition.

BODY

We adapted the prototype RATX detector system so that it could be moved to the fixed proton

beam room for testing, with completion of design and production of a series of modifications to
the existing table. The mounting system and detector bed were designed and modified in order
to allow the detector to be used in a clinically active area without risking damage to the system
or interfering with clinical activities, and allow navigating in and out of the treatment room.
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The prototype was moved to the PCAM facility and re-configured inside the fixed beam room.
Detector calibrations were reproduced, demonstrating that the detector was moved safely and
without damage. Data was taken using a phantom to confirm the uniformity of reconstruction
and to measure the absolute sensitivity of the detector, as a pre-requisite to imaging the proton
distribution following radiation., in order to ultimately determine the accuracy with which we can
determine the range of the proton dose, and ultimately translate these results from phantoms to
humans.

Calibration problems were corrected, resulting in substantially improved quality of image
reconstruction. This correction was tested with a 20-cm diameter phantom, which then will
enable further studies with large phantoms more representative of patients.

Due to higher than expected clinical downtime at the Roberts Proton Therapy Center since
opening of the center for patient care, treatment operating hours for patient care have been
routinely extended. As a result, we have had significantly less time that expected to continue
work on this project.

Proton Beam Allocation Project

INTRODUCTION
The aim of this project was to develop a computer program to maximize the efficiency of the
proton facility with respect to patient scheduling, beam allocation, and patient flow.
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Summary

We have developed a prototype beam allocation application, with simulation studies focused on
investigating the performance of the beam allocation algorithms under stochastic durations of
preparation and field times, and studying the infuence of different patient sequencing schemes
on throughput performance. Clinical implementation will require software upgrades to be
installed by the proton therapy vendor (IBA), scheduled for March 2014, which will increase the
efficiency of beam delivery, beam switching and beam layering. Once the commercial software
upgrade that is required for continued patient care is completed, the prototype beam allocation
application will be tested in a clinical format.

KEY RESEARCH ACCOMPLISHMENTS

Tissue Heterogeneity:
¢ Built a heterogeneous phantom, exposed the radiochromic film to protons.

e Validated using WRNMMC CT-Simulator for imaging phantoms. WRNMMC CT numbers
for a variety of materials close to CT numbers for University of Pennsylvania CT-Simulator. Look
up table for proton stopping powers for WRNMMC are sufficiently close expected from those
from University of Pennsylvania.

Linear Energy Transfer:
e First report for measuring LET over areas.

¢ First mathematical development for posited quenching mechanism
e Highest LET value measurement including preliminary volume measurement of LET.
e Tested LET measurement for protons for a variety of ranges.
e Tested LET measurement procedure for narrow Bragg peak and SOPB
Multichannel Dosimetry:
e Conceived, described, tested a multichannel (red, green, blue) film dosimetry for

analyzing darkening of radiochromic films due to radiation such as x-rays and protons.

e Multichannel approach corrects small (but dosimetrically significant) scanner illumination
variations and local imperfections in radiochromic film

e Demonstrated improvement of multichannel approach over single or dual channel film
dosimetry.

e First detailed mathematical description of multichannel approach
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e Conceived, tested new parameter (RS) or relative slope to ensure appropriate
multichannel application and doses.

Organ Motion:

e Dynamic lung phantom for use in radiation treatment verification was designed and
constructed

e Continued assessment and refinement of the phantom is still required prior to clinical
implementation

Telemedicine:

o The RPRT telemedicine solution, developed, tested, and optimized over the course of
phases IV and V, is currently being used to treat DOD beneficiaries. Preliminary results will be
presented in an upcoming manuscript.

e The overarching intent of the telemedicine solution was to 1) keep WRAMC/WRNMMC
providers involved in the care of their patients despite not having the capability to deliver proton
radiation therapy on-site and 2) minimize patients’ time away from home and/or work by taking-
on some of the functions otherwise performed by the proton treatment center (staging,
enrollment, and treatment planning). In this regard, the telemedicine solution should be
considered a success since it has achieved, and will hopefully continue to realize, these two
goals.

e Across cases, all patients have thus far been able to start their treatment on time
(arriving at Philadelphia on Day 0 and beginning their course of proton radiation therapy on Day
1) and only one of the remotely generated treatment plans needed partial re-planning (the result
of a software upgrade at HUP).

e The Standard Operation Procedure (SOP) for the RPRT process was refined from an
early concept (Figure 4) to the one currently in use (Figure 5).

Figure 4 — SOP (early concept)

98



Figure 5 — SOP (in-use)

e The deployment of the telemedicine prompted the opening of proton-specific clinical
trials (a parallel effort, not funded by this cooperative agreement).

0 Proton Radiation for Low-Grade Gliomas

0 A Trial of Proton Radiation Therapy Using Standard Fractionation for Low-Risk
Adenocarcinoma of the Prostate

0 A Feasibility Trial of Proton Radiation Therapy or Intensity Modulated Radiation
Therapy Using Mild Hypofractionation for Intermediate-Risk Adenocarcinoma of
the Prostate

e Each trial takes the form of a Cooperative Research and Development Agreement
(CRADA) between WRNMMC and HUP. Patients enrolled under the two prostate trials have
benefitted from the use of the RPRT solution.

Neutron and Microdosimetry of the Proton Beam:

e A microdosimetry system was developed for characterizing microscopic patterns of dose
deposition and relating these measurements to variations of the biological effect of proton
induced secondary radiation. This development included fabrication of microdosimeters,
construction and development of pulse processing electronics, software development for the
data acquisition application, testing and troubleshooting in x-ray and proton fields.
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o The system is currently being employed in experiments with the proton beam and many
future experiments in collaboration with biological effect studies are in the planning stages.

e The first results from proton beam microdosimetry measurements will be detailed in an
upcoming manuscript.

e A dual ionization chamber dosimetry system was developed for measurement of
absolute dose in the mixed gamma-ray / neutron radiation field induced by protons interacting
in the patient and the beam modification devices such as the Tungsten MLC. This development
included fabrication of large volume ionization chambers from tissue equivalent plastic and
Magnesium, and development of Monte Carlo simulations to determine the sensitivity of these
chambers to gamma-rays and neutrons.

e The first results from measurements of the neutron dose produced by the Tungsten MLC
compared to that produced by a brass collimator system has been published.

e The system is currently being employed to compare the neutron dose from the 3 proton
beam delivery modalities (passive scattering, uniform scanning, and pencil beam scanning).
The results of this study will be included in an upcoming manuscript.

Cone Beam Computed Tomography (CBCT):

e Designed and implemented a CBCT system on a test bench. Installation and
deployment of the CBCT system at the University of Pennsylvania proton system is
expected in early 2014.

o Developed software and image reconstruction platform for proton CBCT system

o Developed novel applications of CBCT specific to proton therapy to detect potential

proton range deviations due to anatomical change.

Calypso:

e Procured, installed, tested, and upgraded the Calypso System for use in a proton
treatment room at Roberts.

e Investigated the dose shadow effect downstream of the Calypso Beacon transponders
and determined guidelines for the beacon implantation and treatment planning
strategies.

e Further validated the Geant4-based Monte Carlo simulation code developed at the
University of Pennsylvania under Phases | and Il of this Award.

¢ Implemented a patient research protocol and began the collection of data using patients
previously treated with photons to investigate the accuracy of Calypso localization in
vivo. One patient has been setup with Calypso in the proton room and compared with
imaging with positive results.

Radiobiology:

e Developed a model system for preclinical testing for proton RBE, via established cell
lines and methods.

e Measure RBE for protons, detailing the dependence of RBE on physical beam and
biological cell properties.

Positron Emission Tomography (PET) of proton beams to verify dose deposition:

o Developed prototype RATX detector system for testing, with completion of design and
production of a series of modifications to the existing proton treatment table.

Proton Beam Allocation Project:
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o Developed a prototype beam allocation application, with simulation studies focused on
investigating the performance of the beam allocation algorithms under stochastic
durations of preparation and field times, and studying the infuence of different patient
sequencing schemes on throughput performance.

REPORTABLE OUTCOMES

Tissue Heterogeneity:
No reportable outcomes yet

Linear Energy Transfer:

Rulon Mayer, Marcus Fager, Alejandro Carabe, Liyong Lin, Jim McDonough, Donna Kessel,
John O’Connell, “New Areal Proton LET Detector”, Abstract/Poster presented at University of
Pennsylvania Radiation Oncology Retreat. December 8, 2012.

Multchannel Dosimetry:

Mayer R Ma F, Chen Y, Miller R, Belard A, O'Connell J , McDonough J, 2012 Enhanced
Dosimetry Procedures and Assessment for EBT2 Radiochromic Media, Medical Physics, 39
2147-2155. (see Appendix for manuscript)

Organ Motion:

Jessica R. Sheehan, Rulon Mayer, Arnaud Belard, and John O’Connell, “Development of
Dynamic Lung Phantom for Radiation Treatment Verification”, Abstract presented at IMECE
2013-ASME 2013 International Mechanical Engineering Congress and Exposition, November
15-21, 2012 in San Diego, CA

Telemedicine:

Improving Proton Therapy Accessibility Through Seamless Electronic Integration of Remote
Treatment Planning Sites. Belard A, Dolney D, Tochner, Z, McDonough J, O’'Connell JJ —
Telemed J., 2011, Vol. 17.

Development of a Remote Proton Radiation Therapy Solution over Internet2. Belard A, Tinnel B,
Wilson S, Ferro R, O'Connell J. 10, s.I. : Telemed J., 2009, Vol. 15.

A Hybrid Integrated Services Digital Network-Internet Protocol Solution for Resident Education.
Erickson D, Greer L, Belard A, Tinnel B, O'Connell J — Telemed J., 2010, Vol. 16.

Comparison of Intensity-modulated Radiotherapy, Adaptive Radiotherapy, Proton Radiotherapy,
and Adaptive Proton Radiotherapy for Treatment of Locally Advanced Head and Neck Cancer.
Simone C, Lyu D, Ondos J, Ning H, Miller R, Belard A, Simone N — Radiother Oncol. 2011 Jun
12. (see Appendix for manuscript)

Comparison of Predicted Excess Secondary Malignancies and Normal Tissue Toxicities
Between Proton and Photon Radiation Therapy for Treatment of Stage | Seminoma. Simone C.,
Kramer K., O’'Meara W., Belard A., McDonough J., O'Connell J. — Int J Radiat Oncol Biol Phys.
2011 Jan 13. (see Appendix for manuscript)

Neutron and Microdosimetry of the Proton Beam:
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E. S. Diffenderfer, C. G. Ainsley, M. L. Kirk, J. E. Mcdonough, and R. L. Maughan, “Comparison
of secondary neutron dose in proton therapy resulting from the use of a tungsten alloy MLC or a
brass collimator system,” Med. Phys., vol. 38, no. 11, pp. 6248-6256, 2011. (see Appendix for
manuscript)

E. Diffenderfer , C. G. Ainsley, M. L. Kirk, J. E. Mcdonough, and R. L. Maughan, “Reply to “
Comment on * Comparison of secondary neutron dose in proton therapy resulting from the use
of a tungsten alloy MLC or a brass collimator,” Med. Phys., vol. 39, no. 4, pp. 2306-2309, 2012.

Cone Beam Computed Tomography (CBCT):

(1) J. Seabra, K. Teo, S. Brousmiche, R. Labarbe, D. Wikler, R. Maughan, J. Lee: Design and
Deployment of a Proton Therapy Cone-Beam CT. Particle Therapy Co-Operative Group Annual
Meeting 2012, Seoul South Korea(Poster).

(2) L. Yin, D. Dolney, A. Kassaee, J. Gee, P. Ahn, A. Lin, J. McDonough, R. Maughan, B. K.
Teo: Image-Based Proton Range Verification Using Intensity-Corrected CBCT. AAPM Meeting
2013, Indiana, PA (Oral).

Calypso:

Publication: Derek Dolney, James McDonough, Neha Vapiwala and James M Metz, Dose
perturbations by electromagnetic transponders in the proton environment, Phys. Med. Biol. 58
(2013) 1495150. (attached as Appendix)

Poster: Derek Dolney, James McDonough, Neha Vapiwala and James M Metz, Investigation of
dose perturbations by electromagnetic transponders in the proton environment, American
Radium Society Annual Meeting (2012).

Radiobiology:

Eblan, M, Cengel, KA: Biology of Proton Therapy, Old and New Considerations. Radiation
Medicine Rounds: Proton Therapy. Metz, IMThomas, CR (eds.). 1(3): 441-454, 2011.

Positron Emission Tomography (PET) of proton beams to verify dose deposition:

Kirk ML, Teo B, Dolney D, McDonough JE, Tochner Z, Lin A, Lin L. Verification of Proton
Treatment Dose Calculation and Delivery Using Monte Carlo Simulated Dose and Isotope
Distribution and Measured Isotope Distribution. Presented in abstract form and oral presentation
at the 2011 Annual Meeting of the American Society of Radiation Oncology, Miami, FL.

Proton Beam Allocation Project:
None to date.

CONCLUSIONS

Tissue Heterogeneity:

Building the heterogeneous phantom, developing techniques for achieving accurate
radiochromic film dosimetry, testing and validating LET measurement tools provide the essential
components for measuring the dose within heterogeneous materials. In addition, this research
seeks to measure the LET within the heterogeneous materials and validate with Monte Carlo
calculations.
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Linear Energy Transfer:

Biological response to radiation depends on the dose, dose rate, and localized energy
deposition patterns or linear energy transfer (LET). Most experiments that measure spatial
distribution focus on dose and almost none on the LET patterns. This study describes and
examines the first report of measured spatial distribution of the LET delivered by proton
irradiation over an area using EBT2 radiochromic film The radiochromic film sensitivity
diminishes with high energy deposition, or LET. A heuristic formulation connecting the film
sensitivity and LET is presented. The discrepancy between the absolute measured and
expected dose distribution is exploited to determine the LET. This study proposes a metric, the
scaled, normalized difference (SND) between the treatment planning and measured dose. The
SND is correlated with a Monte Carlo calculation of the LET spatial distribution for a large range
of SNDs. A polynomial fit between the SND and Monte Carlo (MC) LET is generated for protons
having range of 20 cm with narrow and Spread Out Bragg Peak (SOPB), modulated by 5 cm.
Coefficients from these polynomial fits were applied to measured proton dose distributions with
a variety of ranges. Gamma analysis is calculated for areas in the dose distribution between 70
cGy and 200 cGy using gamma analysis parameters of 25% of MC LET, and 3 mm in two
dimensions. The processed dose distributions finds 5 to 10 % gamma exceedances for the
narrow 12.5 and 15 cm proton ranges and 10 to 15 % for proton ranges of 15, 17.5 and 20 cm
and modulated by 5 cm. The approach discussed in this study is not sensitive enough to
measure a high energy photon LET.

Multchannel Dosimetry:

This study described, developed and tested new processing methods for reducing inaccuracies
in absolute dose determination due to inhomogeneities within the film and from scanning. This
study found better performance using optimized multichannel following averaging of all color
channels. Combining the channel ratios in a hybrid approach also achieved high performance.
Averaging the test films reduced temporal noise that severely degraded the blue channel. This
methodology avoided using cumbersome, registered correction matrices. Novel registration and
digital rotation of CT images enabled quantitative testing and helped improve contact between
the radiochromic film and phantom.

Organ Motion:
Significant progress was made in designing and constructing a dynamic lung phantom for use in
radiation treatment verification. Assessment and refinement of the prototype is on-going.

Telemedicine:

The overarching intent of the telemedicine solution was to 1) keep the MTF providers involved in
the care of their proton patients despite not having the capability to deliver the treatment
modality on-site and 2) minimize patients’ time away from home and/or work by taking-on some
of the functions otherwise performed by the proton treatment center (staging, enrollment, and
treatment planning). Several DOD patients have benefitted from the system already and we
expect more will with the opening of additional clinical trials.

The solution developed and deployed is a robust one and could be of great value to satellite
clinics seeking to remain active participants in the delivery of care, despite the lack of a highly
specialized treatment modality on-site. While it was not the intent of the cooperative agreement,
we do hope this powerful telemedicine solution can also serve as a tool to support and improve
graduate medical education and virtual tumor board, in the Military Health System (MHS) as
well as on the outside.

Neutron and Microdosimetry of the Proton Beam:
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The goal of this portion of phase IV was to develop and implement radiation dose measurement
devices to characterize the secondary radiation produced by therapeutic proton beams with the
overall goal of predicting and mitigating the adverse effects of secondary radiation produced by
the proton beam. Two complete and complimentary dosimetry systems were developed from
the ground up. These systems are being used to collect data that is vital to disentangling the
role of secondary radiation on the biological effects of proton therapy.

Cone Beam Computed Tomography (CBCT):

CBCT is expected to be an important imaging modality for proton therapy. The sensitivity of the
dose deposition in proton therapy compared to photon therapy provides unique applications of
CBCT such as on line proton range verification. The work performed in the development of the
CBCT system will guide the development of future imaging technologies and enable the
precision of proton therapy to be harnessed. All the components and subsystems for the CBCT
system have been completed and we expect the CBCT system at the University of
Pennsylvania to be clinically available in 2014. Upon deployment, we expect an enhancement of
the accuracy proton therapy system through the use of novel clinical applications of image
guided proton therapy.

Calypso:

There are several very positive outcomes from Phase IV of the award. The Calypso System for
target localization and real-time tracking has been developed for use in proton therapy. The
system will permit more rapid localization and bring real-time tracking capabilities to proton
therapy for the treatment of disease sites complicated by respiratory motion in particular. Varian
Medical Systems is now pursuing FDA approval for the use of the Calypso System for proton
therapy.

We have determined the level of dose shadow downstream of Calypso Beacon transponders in
the proton beam by measurements and simulation. The dependence of the shadow on implant
position relative to the proton Bragg peak has been determined and was published (Dolney et al
2013). In that publication, we describe some treatment planning strategies and approaches to
minimize the level of dose shadow. Specific strategies will depend on disease sites and the
local anatomy and approaches will be further developed in future studies.

A patient study is now underway to determine the accuracy of localization with the Calypso
system in vivo. We expect the system to perform at least as well as orthogonal kV imaging and
will represent an opportunity to spare patients the additional ionizing radiation of daily setup
imaging and to increase throughput in the proton treatment rooms. Our first Calypso/imaging
patient showed favorable results that justify this claim.

Radiobiology:

We have determined that the inter-experimental variability of radiosensitivity profile measure is
less than the variability in intrinsic radiosensitivity for 3 head and neck cancer cell lines.
Additionally, we have determined that contrary to our previously stated hypothesis, these highly
radioresistant cells do not display a dramatic difference in radiosensitivity for the plateau vs mid-
SOBP portions of the proton depth dose distribution.

Positron Emission Tomography (PET) of proton beams to verify dose deposition:

A prototype PET detector has been developed and tested for use to verify dose deposition from
proton therapy. Further testing and validation is required prior to clinical implementation. In the
meantime, a clinical pilot study of PET activation as a means of quality assurance for proton
beam radiotherapy is ongoing and accruing patients, utilizing a standard PET/CT scanner
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located in the Roberts Proton Therapy, with preliminary results verifying that proton dose
deposition as measured reflects that calculated from the treatment planning system.

Proton Beam Allocation Project:

We have developed a prototype beam allocation application, with simulation studies focused on
investigating the performance of the beam allocation algorithms under stochastic durations of
preparation and field times, and studying the infuence of different patient sequencing schemes
on throughput performance. Clinical implementation will require software upgrades to be
installed by the proton therapy vendor (IBA), scheduled for March 2014, which will increase the
efficiency of beam delivery, beam switching and beam layering. Once the commercial software
upgrade that is required for continued patient care is completed, the prototype beam allocation
application will be tested in a clinical format.
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